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To aid the continuing growth of open source tools in the research community, this thesis 
presents two broadly useful instruments which can be built and operated for a fraction of 
the cost of equivalent or inferior commercial products. The first device is a digitally-
replicable scale, which provides a single framework for making measurements on the 
order of milligrams all the way up to tens of kilograms by supporting multiple types of 
load cells. The second device is a vacuum oven, which is validated using the first. The 
open source vacuum oven facilitates the dehydration of materials at low temperature, 
providing a fast method for drying thermally sensitive materials such as post-consumer 
waste plastics for recycling and biological specimens. These tools are provided with 
publicly available designs of both hardware and software components, assembly 
instructions, and performance data. This provides researchers with the opportunity to 





The open source community, since its conception over two decades ago, has been 
reaching into an increasingly broad variety of hardware and software topics. The open 
source community started in the software industry. Free and Open Source Software 
(FOSS) is computer software that is available in source code form and can be used, 
studied, copied, modified, and redistributed either without restriction or with restrictions 
only to ensure that further recipients have the same rights under which it was obtained: 
free, or libre [1–5]. It is clear that there are benefits of FOSS over proprietary and 
restrictive approaches to technical development [1–8]. The power of the libre approach is 
that large-scale collaboration on technical problems results in superior design and 
innovative solutions with lower associated costs due to continuous improvement [1,9]. 
There is widespread agreement that FOSS is more reliable and relevant to users [10] (in 
no small part due to the fact that FOSS users are often co-developers [11]). FOSS is so 
successful that it has become prominent enough in the software industry to change the 
career trajectory of software developers [12]. In addition FOSS now dominates major 
areas of computing including: 1) Android, an open source-based operating system, is the 
world’s most popular operating system [13], 2) all supercomputers (including Michigan 
Tech’s own super computer: Superior) [14], 3) 90% of cloud servers, 82% of 
smartphones and 62% of embedded systems run on open-source operating systems [15], 
4) more than 70% of ”internet of things“ devices also use open-source software [16] and 
5) 90% of the Fortune Global 500 pay for the open-source Linux operating system from 
Red Hat [17], a company that was recently acquired by IBM and makes billions of dollars 
a year [18] for the service they provide on top of the product that can be downloaded for 
free. The Linux operating system extends beyond the corporate world to high-budget 
areas of research, including the International Space Station and the Large Hadron 
Collider [19]. Major internet-based corporations use and develop FOSS at an astounding 
rate including: Amazon, Alphabet (Google), Twitter and Facebook. These companies and 
others use FOSS because of superior technical performance, more flexible design and 
reduced research and development (R&D) costs [20].  
Although, years ago, even FOSS proponents believed that the open source way could not 
be removed from the digital realm because of the necessity of building physical objects 
[21], these views changed with the introduction of low-cost digital distributed 
manufacturing tools [22]. The most prominent of such open source tools is the self-
replicating rapid prototyper (RepRap) 3-D printer community [23-26]. The RepRap 
project itself was only possible because of another open hardware project – the Arduino 
microcontroller. Arduino is an open hardware/software platform that powers thousands of 
projects around the world, including the two presented in this thesis. Following the 
introduction of distributed automation and manufacturing tools, free and open source 
hardware (FOSH) has become a force in the technical community [27]. FOSH is 
hardware whose design is made publicly available so that anyone can study, modify, 
manufacture, distribute, and sell the design or pieces of hardware based on that design 
[28]. Free and open source-based technical development provides a strong list of 
competitive advantages including: 1)  more participants than proprietary innovation 
within firms [1-8] (e.g. thousands of developers have worked on Linux and the RepRap 
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projects), 2) it is less encumbered by intellectual property issues [29-31] (e.g. no time is 
wasted with lawyers negotiating license agreements, non-disclosure agreements (NDAs), 
or ensuring that an invention does not infringe on patent claims), and 3) innovation 
occurs at steeper rates [32]. The scientific community in particular has made a rapid shift 
to adopt libre hardware as it reduces costs by 90–99%, while improving control and 
allowing customization [33-35]. In addition to publishing free and open source 
technology in traditional publishing, new academic journals are flourishing such as 
HardwareX (publishing libre hardware) and the Journal of Open Hardware, which 
covered the annual Gathering for Open Science Hardware [36] and libre hardware-based 
business models [37]. Some libre hardware designs have been shown to be growing at an 
exponential rate [33]. In addition, the academic community is rapidly embracing libre for 
both FOSS and FOSH, with the latter lagging by about 20 years based on indexing in 
Google Scholar [38]. 
FOSH has particularly strong involvement in environmental efforts to reduce waste 
through distributed recycling and additive manufacturing (DRAM). The broad 
distribution, availability, and hackability of 3-D printers has built a framework for 
individuals, makerspaces, and research labs to create closed-loop recycling within their 
own spaces. Recyclebots, devices which convert plastic waste into 3-D printing filament 
with diametral tolerances of +/- 0.05 mm [39], whether from old 3-D prints or consumer 
products such as food containers, have been developed and made publicly available [40]. 
Direct-extrusion 3-D printers exist that use waste plastic in its shredded form allow the 
filament-spooling process to be skipped, reducing the amount of hardware required to 
return waste plastic back to a useful form [41]. Plastic has a limit on the number of cycles 
through which it can be recycled by mechanical breakdown and remelting, after which its 
chemical structure breaks down to the point of degrading mechanical properties. The 
plastics industry manages this by mixing a small portion of recycled material with virgin 
material in order to ensure mechanical strength. Ongoing research is exploring manners 
of characterizing waste plastic in order to quantify its viability for reuse, which will 
improve the efficiency of recycling. An existing limitation on print quality for virgin and 
recycled plastics in DRAM is that product quality is limited by the moisture content of 
the material during processing. High volumes of water in the chemical structure of (or on 
the surface of) plastics cause chemical breakdown of some of the polymer at high 
temperatures. Existing methods for drying plastics on a small scale are limited to hot air 
dryers and passive desiccant solutions, which address the issue of surface water, but do 
not have a significant effect on water absorbed into polymer chains.  
This thesis seeks to close this gap in available drying hardware by presenting the designs 
and data for an open source vacuum oven. Vacuum drying offers many advantages over 
hot-air and both passive and active desiccant drying, including higher rates of drying, 
improved energy efficiency, and lower required temperatures for drying, which allows 
the dehydration of heat-sensitive materials. Current closed source vacuum ovens 
available cost upwards of $2000. The development and validation of this dryer called for 
an effective manner for tracking mass over time. Existing comprehensive solutions which 
offer precision and a serial interface for logging data are closed source and relatively 
expensive [42]. These products are also limited to a single range and precision for 
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measuring mass. Both of these instruments, the digital scale and the vacuum oven, offer 
high value to the research community as a whole, and as such are presented in a broad 
context, given their extensive applications beyond DRAM. 
Chapter 2 presents an open source digital scale framework which can be produced for 
around $30 and is easily adapted to varying requirements including the range, type, and 
precision of load cell used to complete measurements. Testing on the scale showed that it 
can achieve measurement precision as fine as +/- 5 mg, depending on the load cell in use. 
The load cell styles supported by this design range from 100 mg up to 100 kg. The 
highest capacity load cell documented was a 5 kg load cell, which provided measurement 
precision of +/- 40 mg. The scale can be used for a variety of applications, including 
chemical experiments, load sensing applications, active application and measurement of 
force, long term mass-tracking measurements, and more. The scale itself is not limited to 
use in the 3-D printed body, which was designed for it, rather can be used in any 
environment where a load cell can be installed. 
Chapter 3 presents an open source vacuum oven, which can be reproduced for around 
$360. The oven was shown to be effective for drying flakes of recycled PET (e.g. water 
bottle plastic) as well as a consortium of bacteria, which is being developed to recycle 
waste PET into food rather than a 3-D printing feedstock. The vacuum oven was 
validated by running dehydration tests on multiple materials and measuring the change in 
mass over time using the digital scale described in Chapter 2. The vacuum oven spans the 
gap between simple hot-air dryers and much more expensive commercial vacuum dryers. 
It is directly applicable to dehydrating material to be used in DRAM, as well as for use in 
other processes requiring low drying temperatures including bio-material preservation, 
and chemical processing. 
The development of these instruments exposed several avenues along which further 
research could be explored. Chapter 4 discusses these areas of future work in the interest 
of sparking continued work in the FOSH community.  
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2 Open Source Digitally Replicable Lab-Grade Scales 
This study provides designs for a low-cost, easily replicable open source lab-grade digital 
scale that can be used as a precision balance. The design is such that it can be 
manufactured for use in most labs throughout the world with open source RepRap-class 
material extrusion-based 3-D printers for the mechanical components and readily 
available open source electronics including the Arduino Nano. Several versions of the 
design were fabricated and tested for precision and accuracy for a range of load cells. The 
results showed the open source scale was found to be repeatable within 50 mg with 
multiple load cells, with even better precision (5 mg) depending on load cell range and 
style. The scale tracks linearly with proprietary lab-grade scales, meeting the 
performance specified in the load cell data sheets, indicating that it is accurate across the 
range of the load cell installed. The smallest load cell tested (100 g TAL221) offers 
precision on the order of a commercial digital mass balance. The scale can be produced at 
significant cost savings compared to scales of comparable range and precision when 
serial capability is present. The cost savings increase significantly as the range of the 
scale increases and are particularly well-suited for resource-constrained medical and 
scientific facilities. 
2.1 Introduction  
The incredible success of free and open source development of software [1,2] is being 
rapidly adopted by the hardware community [3,4] as it enables scientific equipment 
designers to rapidly build upon one another’s work [5–7]. This has resulted in a 
democratization of design building on open source designs [8–10] often with open source 
tools that enable a true digital distributed manufacturing [11–14]. The most robust 
example is the self-replicating rapid prototype (RepRap) fused filament fabrication 
(FFF)-based 3-D printer [15–17] that has brought the cost of both rapid prototyping and 
additive manufacturing low enough to be used by the masses [18–21]. FFF-based 3-D 
printers derived from RepRaps now have 3-D printed parts with sufficient mechanical 
strength [22] to be used for final functional parts even if printed on machines that only 
cost a few hundred dollars. This has resulted in an explosion of open source digitally 
fabricated instruments and a repository of designs housed at the NIH [5,6,23,24]. There 
are many examples of progressively more sophisticated open source 3-D printed parts 
being used to build chemical mixing systems [22–25], mechanical components for optics 
setups [26–31] and microscopes [32–34], instruments to test water quality testing [35–
38], various types of syringe pumps [39–43] that are combined with other components to 
make complete systems for making microfluidics and metafluidics [44–47]. Although the 
most important feature of open source 3-D printable instruments is the ease with which 
scientists can customize a tool, in general, they are also much less expensive than 
equivalent (and often technically inferior) commercial proprietary systems [6,23,24,48–
50] and provide a high return on investment [51,52]. This advantage expands as the 
device is made with a higher percentage of digitally replicable components [53]. To 
continue this tradition of standing on the shoulders of open hardware giants [54], this 
paper describes the design of an open source largely 3-D printed digital scale. A digital 
scale is a scientific instrument that provides fast measurements of mass generally with an 
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accuracy range of 100 mg to 10 mg and have easy-to-read automatic liquid crystal 
displays. (Accuracy refers to closeness of the measurements to a known value of the 
mass. On the other hand, precision refers to the closeness of the measurements to one 
another, which is commonly stated as a single standard deviation of several tests and is 
independent of the accuracy (i.e., statistical dispersion).) Digital scales are used in a wide 
range of scientific applications including chemical research, genomics, drug discovery, 
and proteomics. Scales are classified by precision; where a precision balance has a 
measurement resolution of 1 mg, an analytical balance has one of 100 µg and a micro 
balance has one of 100 ng. On the high-end of scales, an open source quartz crystal 
microbalance (OpenQCM) [55] uses an open source Arduino Nano and is already well 
established in the scientific literature [56–60].  
Thus, this study provides the designs for a low-cost, easily replicable, open source lab-
grade digital scale that can be used as a precision balance depending on configuration. 
The design is such that it can be manufactured for use in most labs throughout the world 
with open source RepRap-class material extrusion-based 3-D printers for the mechanical 
components and readily available open source electronics including the Arduino Nano. In 
addition, a validation procedure for quantifying the accuracy and precision is provided. 
Several versions of the design were fabricated and tested for a range of load cells, and the 
results are discussed in the context of resource-constrained medical and scientific 
facilities. 
2.2 Materials and Methods 
2.2.1 Design 
This series of open source scales is based on load cells, which are devices designed to 
measure weight or force. The load cells used in this study are strain gage load cells, 
which convert strain (i.e., change in length) of a material into an electrical signal 
proportional to the force applied [61]. The load cell in built to provide a linear output – 
that is, a given load applied to the load cell results in a given change in the measured 
value (regardless of the absolute load applied) [61]. This allows the load cell to be 
calibrated using a single non-zero data point. This series of scales was designed to be 
easily manufacturable, require minimal components, and offer the functionality necessary 
for a basic digital scale, a precision balance, and an analytical balance. Component 
location is accomplished entirely by features on the 3-D printed components including 
bosses and snap-fit joints, meaning that the only fasteners required are those that hold the 
loadcell in place. The assembly was designed to fully enclose all electronics, limiting 
airflow, which has been observed to affect the output of the loadcell amplifier. 
At the time of writing, the scale is designed to accommodate two sizes of single-point 
parallel beam loadcells—TAL220 and TAL221—but is set up to enable fast adaptation to 
other models. These were selected first due to their low cost, wide selection of weight 
ranges, and insensitivity to moment loading on the bed, which aids in measurement 
repeatability [61]. The base and bed were designed to be easily modified to accommodate 
other loadcell styles as required.  
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The open source scale systems were designed for use in two settings: (1) as an 
independent digital scale with a displayed output which can be tared (the reference for a 
reading of zero can be offset to ignore a known mass, such as that of a container) and 
calibrated (the output can be corrected to present the true mass by loading the scale with a 
known mass) without use of a computer, and (2) as a serially connected logging 
instrument for a laboratory setting and data-logging. The serial capability also allows this 
scale to be constructed without an LCD, offering a significant cost reduction for uses that 
do not require a display, such as automated weighing or cases where a computer will 
always be used as the power supply. 
To accomplish independent functionality, components were specified to ensure that the 
entire scale can be powered by a 5 V USB power supply, either from a computer USB 
port or cell phone charging block, both of which are commonly available at low cost. The 
components’ power requirements are small enough that the low-current digital pins on an 
Arduino can power them, allowing independent control of power to each component, 
which is leveraged in the implementation of power-saving features [62–64]. The scale’s 
tare and calibration functions are controlled with a single push-button—pressed for tare 
and held for several seconds to calibrate.  
As a logging scale, the microcontroller is configured to interface serially with a 
computer. The API for serial communication is built to comply with the Scale 
Manufacturers Association (SMA) SCP-0499 Level #2 standard for limited-feature 
digital scale serial communication protocol. This includes capability to serially query the 
scale output, command tare, calibration, and provide basic scale information [65]. The 
API allows for continuous tracking of the scale readout for data-logging, which is useful 
for automated data-collection in cases such as long-term mass-tracking and discrete 
automated processes such as melt flow indexing (MFI). 
2.2.2 Bill of Materials 
The bill of materials (BOM) is shown in Table 2.1.  
Table 2.1. Visual bill of materials separated by mechanical and electrical components. 
Component Photograph 
3-D Printed Components 
Base 
Print in normal orientation. Can be 




Print in either orientation. Can be 
printed without support, but this 
sacrifices top finish. 
 
Bed 
Print in either orientation. Can be 
printed without support, but this 
sacrifices top finish. 
 
Cover (Optional) 
Print upside-down without supports. 
This is used to reduce air currents for 
higher accuracy and precision. 
 
Electronic Components 
Arduino Microcontroller (Nano) 
$20.70 [66] 
(Derivative available with cable for 
$5.72 [67]) 
 
USB-A to mini-B USB (or micro, or 
USB-B, depending on the specific 




5 V USB Power Block (Optional) 
$4.00 [69] 
 
HX711 Loadcell Amplifier 
$8.50 with TAL220 [70] 
 
Push-Button (Normally Open, 
Momentary) 





Option 1: Solderless Breadboard 
(remains external to scale) 
$5.95 [72] 
Option 2: Solder Breadboard 
(40x60mm), Solder, Soldering Iron 
$5.99 in 40-pack [73] 
 
LCD is optional. The three components below are required if using an LCD. 
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16x2 LCD Display 
$5.99 [74] 
 
10 kΩ Potentiometer 
$0.25 [75] 
 
220 Ω Resistor 
$7.95 in 500 pack [76] 
 
If using a solderless breadboard, no more electronic components needed. Using a 
solder breadboard: 






Male Header Pins: 
1x12 (1) 
1x4 (1) 
$3.00 for 5x16 [77] 
 
Configuration Specific Hardware 
TAL 220 Loadcell configuration 
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TAL 220 Loadcell 
(Available in 3, 5, 10, 20, 25, 30, 50, 
80, 100, 120, 200 kg ranges [78]) 
Wires terminated in Female 4-pin 
Molex connector with color order: 
(Red-Black-White-Green) 
$0.00 with HX711 [70] 
 
Fasteners: 
M4x25mm cap screw (2)—3mm 
Allen Key 
M5x25mm cap screw (2)—4mm 
Allen Key 
<$2.00 from a hardware store 
 
TAL 221 Loadcell configuration 
TAL 221 Loadcell 
(Available in 100, 150, 200, 300, 500, 
750, 1000, and 1500 g ranges [79]) 
Wires terminated in Female 4-pin 





M3x20mm cap screw (4)—2.5mm 
Allen Key 
M3 nut (2)—5.5mm Socket 
<$2.00 from a hardware store 
 
2.2.3 Manufacturing and Assembly 
The 3-D printable components shown in Table 2.1 are available to be freely downloaded 
on the Open Science Framework (OSF) [81] and are released under a GNU General 
Public License (GPL) 3.0 [82]. All the required STL-rendered components were 3-D 
printed polylactic acid (PLA), filament of diameter 2.85 mm on a Lulzbot TAZ 6 (Aleph 
Objects, Loveland CO). The objects were sliced with Cura Lulzbot edition v.3.6.20 [83] 
using the settings detailed in Table 2.2. The optional cover was 3-D printed translucent 
glycol modified polyethylene terephthalate (PETG) filament of diameter 2.85 mm on a 
Lulzbot TAZ 6 [84]. 
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Table 2.2. Print settings for the 3-D printed components. 
Property PLA PETG 
Layer Height 0.14 mm 0.18 mm 
Wall Thickness 2 mm 1 mm 
Top/Bottom 
Thickness 
2 mm 1 mm 
Infill Cubic, 20% N/A 
Support Material Zigzag, Touching Bedplate Only, 30%, 50 
degrees 
N/A 
Bed Adhesion Skirt Skirt 
Nozzle Temperature 205 °C 230 °C 





After printing the components, all support material and brims were cleaned from the 
components. Please note that these components can all be printed without support 
material, depending on required surface finish. 
The electronics were assembled according to the diagrams in Figure 2.1 and Figure 2.2, 
which were created with Fritzing [85]. The LCD was wired based on Arduino 
documentation [86]. 
 
Figure 2.1. Electrical circuit breadboard layout. Please note that all components 
connected to and including the LCD are optional. 
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Figure 2.2. Electrical circuit wiring diagram. Pinouts on the Arduino were selected to 
reduce the number of required jumper wires when using an Arduino Nano. Pinout 
selection can be modified in the firmware header file, Pinouts.hpp. Changing micro-
controllers or pinouts may require different circuit parts than those listed in Table 2.1. 
After verifying functionality with a solderless breadboard, the components were installed 
on a 40x60 mm solder breadboard as shown in Figure 2.3. To install the tare button on 
the face of the scale, a twisted pair was connected to the button pinouts and the button not 
immediately connected. The button was not connected to the twisted pair until after 
assembly. To allow for interchange of the Arduino, the HX711, the LCD, and the 
loadcell, these were connected with header pins and jumper wires. The Arduino was 
purposefully placed to align with the slot on the side of the 3-D printed base for USB 
access when fully assembled. 
  
(a) (b) 
Figure 2.3. The circuit was assembled on a solder circuit board using jumper wires and 
header pins. The female header pins connect to the Arduino Nano and the HX711. The 
male header pins connect to the load cell and the LCD. The tare push-button is attached 
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via twisted pair to allow installation on the face of the scale. (a) The soldered components 
were arranged in such a way to minimize wire use and to properly place the Arduino 
when installed in the base. (b) Shows the final circuit board. 
The 3-D printed base has several features to aid in assembly (Figure 2.4). The assembled 
circuit board was fit into the 3-D printed base—the base has bosses on the right side 
(facing the front) that locate the board and hold it in place when connecting and 
disconnecting a USB cable to the Arduino (Figure 2.5). 
 
Figure 2.4. Key features of the base include standoffs to mount the load cell, locators for 
the screen and circuit board, and a slot for access to the Arduino Nano’s USB port. The 
base also has a snap-seam to attach the cover to the base, enclosing the internal 
components. 
 
Figure 2.5. The circuit board fits into the bosses on the right side of the base to hold it in 
place. The twisted pair was fed through the hole for the push-button and a set of female–
male jumper wires were connected to the load cell header pins to reach the TAL221 
wires. 
The Arduino and HX711 were attached to their respective header pins. The LCD was 
placed in the locator slots on the front of the scale. The wires for the LCD were tucked 
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under the cable manager on the TAL220 boss, then connected to the headers on the 
circuit board (Figure 2.6). The cable manager ensures that the wires from the LCD do not 
contact the loadcell, which would interfere with measurement accuracy. 
 
Figure 2.6. The LCD is held in place by two locators behind the slot for the screen. Its 
wires are tucked under a plastic wire manager attached to the TAL220 boss, then 
connected to the circuit board. 
At this point the scale was powered on to set the potentiometer, which controls the 
contrast on the LCD. This can be set and then left alone. To do this, the Arduino was 
connected to a computer with the DigitalMassBalance firmware via USB. After 
uploading the firmware, a serial connection was opened to monitor the output from the 
microcontroller. The output indicates whether the scale has initialized correctly, 
informing the user as devices are powered on and checked. The LCD continuously 
displays the measured mass once powered on. The potentiometer was adjusted until the 
readout (number and unit) were easily visible on the LCD. In cases that the display 
appears non-functional, it should be checked in low light—if the screen does not appear 
backlit, no power is reaching the LCD. If it is receiving power, one of the jumpers is 
likely loose and all connections should be checked. SparkFun’s LCD Hookup guide 
provides helpful and detailed troubleshooting suggestions if these checks do not work 
[87]. 
Prior to soldering the push-button in place, the lead wire connections to the controller 
should be checked. With the controller powered on, the tare is checked by shorting the 
twisted pair—a dot display on the bottom right of the LCD appears when the pair is 
shorted, indicating proper communication. With that checked, the button can then be 
soldered and secured in place. A small amount of non-conductive glue may be used to 
keep the button in place. 
After setting up the LCD, the loadcell was installed. The loadcell must be mounted so 
that its wires run toward the base-fixed end of the loadcell. The wires will interfere with 
measurement accuracy if running from the floating end of the loadcell. The installation 
procedure depends on the loadcell style in use: 
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• TAL220: Install the M5 end (the wires run to this end) to the TAL220 boss on the 
base of the scale (Figure 2.7). Connect the loadcell to the HX711 pinouts—
Red:E+, Black:E–, White:A–, Green:A+. Snap the cover onto the base—this fully 
encloses the electronics, offering some protection from thermal variations on the 
amplifier. Attach the bed to the loadcell using the M4 bolts. 
  
(a) (b) 
Figure 2.7. (a) The TAL220 loadcell should be installed with the wires leading off the 
end of the loadcell attached to the base—the M5 tapped holes. Please note that the button 
is also installed. (b) After snapping on the lid, the bed can be attached to the free end of 
the load cell using two M4 bolts. 
• TAL221: Sandwich the cover between the bed and the loadcell. Connect the 
untapped end of the loadcell (the wires do NOT run to this end) to the bed using 
M3 screws and nuts (Figure 2.8a). Connect the loadcell to the HX711 pinouts—
Red:E+, Black:E–, White:A–, Green:A+. Finally, attach the tapped M3 end to the 
TAL221 boss on the base (Figure 2.8b). This fit is tight so the wires on the 
loadcell lead off the end fixed to the base 
  
(a) (b) 
Figure 2.8. (a) The cover must be sandwiched between the loadcell and the bed prior to 
attaching to the base. Note the direction the loadcell is aimed so it will rest on the 
TAL221 boss when the cover is snapped on. (b) After connecting the loadcell to the 
controller, the cover is snapped on and the TAL221 is screwed to the base using two M3 
bolts. This must be done by feel, but does not take very long. 
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2.2.4 Firmware 
The firmware to drive the scale (called DigitalMassBalance) is also in the OSF repository 
[81]. A single installation contains functionality for both configurations of the scale 
(simple scale with digital display and lab scale with serial interface). The configuration 
header file, Config.hpp, can be modified to tell the controller whether an LCD is 
installed. Changing this setting determines whether the LCD will be initialized upon 
startup; and the serial interface listens by default as this has negligible effect on 
performance. 
The firmware package makes use of two open source libraries: (1) the HX711 library by 
GitHub user bogde [88], used under the MIT License; and (2) the LiquidCrystal Library 
for Arduino by Hans-Christoph Steiner [89], used under the GNU Lesser General Public 
License.  
The HX711 library provides an interface with which to initialize, and read from, the 
HX711 loadcell amplifier. The HX711 library can provide raw (long integer with tare 
offset) or calibrated (scaled by a sensitivity value from unitless integer to mass with 
units) data. The library’s built-in tare offset is used to implement zeroing of the scale 
(only the bed—no containers), while taring (subtracting a known mass from the reported 
value) is implemented in the firmware. Raw data is collected from the HX711 library to 
allow flexibility in the data averaging/filtering scheme used by the scale.  
The LiquidCrystal library is used to write information to the LCD. Methods in the 
DigitalMassBalance firmware interface with the library, clearing the screen, moving the 
cursor, and writing information. 
The DigitalMassBalance firmware itself is composed of a single Arduino source-code 
file, DigitalMassBalance.ino, which implements all methods and loops used during 
normal operation, plus three header files which organize definitions used by the 
firmware: 
• Config.hpp contains configuration variables for the HX711, the LCD, and 
calibration and serial communication protocols. 
• Libraries.hpp contains ‘#include’ statements for all the libraries used by 
DigitalMassBalance. 
• Pinouts.hpp contains definitions for the location of hardware connections to the 
Arduino. These can be modified to accommodate the pinouts used in a particular 
setup. 
Upon receiving power, the Arduino runs its setup loop, which completes six steps: 
• Initialize a 9600 baud serial connection. The firmware is set to wait for serial 
communication to initialize before continuing. Please note that this does not 
noticeably affect startup time when receiving power from a non-serial-enabled 
device (such as a 5 V power block or a battery).  
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• The HX711 undergoes a similar startup procedure, receiving power and ensuring 
proper communication. This is indicated by a series of readouts over serial. 
• If an LCD is expected by the firmware (set in Config.hpp), the LCD is powered 
up. Once it is on, all digits of the display flash with the character ‘8’ for less than 
a second. This initialization is also indicated by readouts over serial. 
• With the hardware running, the Arduino checks its hard memory (EEPROM) for a 
saved calibration sensitivity (such a value is saved at the end of a calibration 
sequence). If one exists, the sensitivity is read and applied to the digital readout. If 
no sensitivity is saved, the scale defaults to a value of 1, which just returns the 
raw measurement from the HX711. The read sensitivity value is reported over 
serial. This message completes unsolicited responses from the scale—all further 
communication from the Arduino result from commands sent over serial. A 
complete, successful initialization is shown in Figure 2.9. 
• At the time of writing, a simple averaging window is used to stabilize 
measurements from the scale. Measurements are stored in a first-in-first-out 
(FIFO) queue whose size is set in Config.hpp. The size of this window affects the 
response time of the scale. During initialization, this queue is automatically 
cleared to an array of zeros.  
• Finally, the tare button is set to an input in INPUT_PULLUP mode, which makes 
use of an internal pullup resistor. This setting saves component cost and makes 
the tare button active LOW. 
 
Figure 2.9. The scale returns a readout similar to the one shown during initialization. The 
readout indicates the action in progress, success, and returns the sensitivity value when 
reading from memory. 
After completing setup, the Arduino enters a loop. With each iteration, the current mass 
measurement is retrieved from the HX711 and stored in the averaging queue, and the 
average mass is calculated and stored. This occurs as fast as the Arduino can process—
there is no enforced sample rate for the mass. The Arduino also listens for serial input 
consistent with SMA SCP 0499 (detailed in 2.2.5.2, which discusses the operation of the 
scale as a lab scale) [65]. At the same time, it displays the current averaged mass 
measurement on the LCD and checks for a press of the tare button. These listening and 
reporting actions are completed at an enforced refresh rate (set in Config.hpp). This is 
done to visually stabilize (slow down) the LCD output and to enforce the rate at which 
data is reported over serial. 
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2.2.5 Operation of Design 
The scale is designed for two forms of interaction: (1) as a simple scale with LCD output 
and push-button interaction and (2) as a lab scale with a serial interface to allow data-
logging and advanced control of the scale. Both are discussed below as well as illustrated 
in ‘MOST OS Balance.mpeg’, a use video available on the OSF repository. 
2.2.5.1 Simple Scale 
For simple use, the scale is connected to power over USB to a 5 V power block, such as 
that used to charge a cellphone. Alternatively, 5 V power can be provided to the Arduino 
5 V and Ground (GND) pins through other means. Possible interactions are: 
• Tare: A press and release of the push-button on the front of the device will tare 
the scale to the current weight. The push-button is acknowledged when closed 
(pushed) by a dot on the lower right-hand corner of the LCD. 
• Calibrate: Pressing and holding the push-button for at least 3 seconds (the wait 
time is adjustable in Config.hpp) will initialize a calibration sequence using the 
calibration mass set in Config.hpp. The scale will tare, then indicate the mass to 
apply to the bed. After detecting an added mass, the scale will measure the mass 
for 10 averages, then calculate the new scale sensitivity and save it to EEPROM. 
2.2.5.2 Lab Scale with Serial Interface 
The scale’s 9600 baud serial interface has been designed to Level #2 compliance with the 
SMA Scale Communication Protocols [65]. This includes the six specified Level #1 
commands, plus additional commands. The full command list is detailed below, listing 
the command name, command character (indicated <char>), followed by a brief 
description where necessary. All command characters must follow a linefeed <LF> and 
precede a carriage-return <CR>. Full details of the response format and communication 
protocol are available in SMA SCP-0499 [65]. 
• Return displayed weight <W>. 
• Zero the scale <Z>. 
• Run scale diagnostics <D>. This is specified by SMA to check for memory or 
calibration errors. 
• Return ‘about’ information for the scale <A>, <B>. These are specified by SMA 
to return information about the scale’s compliance level and firmware 
information. 
• Reset the scale <ESC>. 
• Continuously report weight <R>. Returns weight at the read rate until another 
command is received. 
• Tare the scale <T>. This is different from zeroing in that the tare is for, as an 
example, ignoring the mass of a container. Meanwhile, zero is intended to set 
‘zero’ for the scale with nothing on the bed. 
• Clear the current tare <C>. This sets the tare weight to zero, causing further 
readouts to reference to the zero set by <Z> 
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• Return the tare weight <M>. 
• Calibrate the scale <XC><xxxxxx.xxx> Enters a calibration cycle for the weight 
specified by <xxxxxx.xxx>. <XC> on its own may also be used to enter a 
calibration sequence using the default calibration mass set in Config.hpp 
• Toggle power to the LCD <XL>. This changes the power state of the LCD, either 
turning it off or reinitializing it. This can be used for power savings when the 
display is not needed. 
• Scroll output precision <XP>. This scrolls the number of digits on the readout 
between 0 and 4. 
• List possible commands <X?>. This lists the recognized commands for the user. 
Since the leading X (required by SMA SCP 0499) is non-intuitive, it is indicated 
at the completion of the setup loop (Figure 2.9). 
2.2.6 Validation 
The 3-D printed open source scale was tested against two proprietary laboratory-grade 
scales and with standard calibration weights, to check the functionality, accuracy, and 
linearity of the scale. The open source scale was tested for three loadcells: 1) a 5 kg 
TAL220 loadcell, 2) a 500 g TAL221 loadcell and 3) a 100 g TAL221 loadcell. TAL220 
and TAL221 refer to the shape of the load cell. The mass range is determined by the size 
of the cutout in the middle of the loadcell where less material left behind yields a more 
sensitive/lower mass range. 
2.2.6.1 Laboratory-Grade Scale Comparison 
The open source scale was tested against a Denver APX402 400/10 mg digital mass 
balance and a Denver A-160 160/100 µg digital analytical balance [90,91]. The A-160 
was calibrated 2 months prior to the first round of testing. Due to limitations in the range 
of the two proprietary lab-grade balances, neither loadcell was tested to the full range in 
this scale. The APX402 and the open source scale were tested up to 300 g. The A-160 
and the open source scale TAL221 were tested up to 150 g. However, rigorous testing of 
the loadcells themselves, was not the purpose of this testing—the results of such testing 
are documented in the manufacturer data sheets for loadcells and the loadcell amplifier 
[63; 78–79].  
To calibrate the scale, a container was measured on the A-160. Using the measured mass 
(reported down to 100 µg) as a reference value, the scale was put into calibration mode. 
The scale tared itself, then waited for the reference mass to be added. Once added, the 
scale took a total of 100 averaged measurements over the span of several seconds in order 
to determine the sensitivity of the loadcell (i.e., calibration value that multiplies a raw 
value to obtain a value with units). 
The tests were completed using a light container with sand incrementally added. The 
container was placed on the APX402 scale, but not tared. Sand was added to the 
container until a desired mass was achieved. The container of sand was then massed on 
the APX402, the A-160, and the scale, in that order. After the upper limit of the A-160 
was reached (160 g), the APX402 and open source scale were still tested until the upper 
22 
limit of the APX402 (around 330 g). The A-160 has a glass case, which was closed while 
taking measurements. The APX402 and the open source scale did not have any cases to 
protect from airflow interference. Measurements were repeated 5 times for each 
increment of mass to check the repeatability of measurements (precision).  
To compare the measurements among the three scales, two measures were computed. 
First is the standard deviation of the measurements at each discrete mass. This was 
computed for each individual scale to offer comparison on the stability of their readouts, 
indicating the precision of each instrument. Second, in an attempt to quantify the 
accuracy of the scale, its average measurement for each discrete mass up to 160 g was 
compared to the average measurement of the A-160 (the device used to calibrate it) using 
the absolute value of the difference between the two. The differences offer some 
perspective on how closely the open source scale tracked with the proprietary lab-grade 
scales. 
2.2.6.2 Self-Calibration of Open Source Scale for 100 g TAL221 
Often a developer of open hardware may only have access to a calibrated scale initially, 
so it is important to be able to calibrate the open source scale from previous 
measurements (e.g., self-calibration). To demonstrate this the 100 g TAL221 was tested 
against the previously tested (calibrated) 500 g TAL221. 
Four containers were filled to nominal masses of 25, 50, 75, and 100 g as measured on 
the 500 g TAL221. These new masses can be considered secondary standards as their 
masses are known to the accuracy of the 500 g TAL221. After measuring all 4 masses 5 
times on the scale, the 100 g TAL221 was installed on the open source scale. It was 
calibrated using the 75 g mass. All 4 masses were then measured 5 times on the 100 g 
TAL221. The resulting data was processed in the same manner as the other two tests, 
except average differences are referenced to the 500 g TAL221 loadcell. 
2.2.6.3 Measurement on Open Source Scale Using Standard Masses 
In a final set of tests to quantify the behavior of each load cell, the open source scale was 
used to weigh a set of calibration weights (standard masses) ranging from 1 g up to 100 g, 
with rated accuracy of +/– 5 mg. The scale was set up with each load cell installed in the 
3-D printed (PLA) housing and connected via USB to a computer. With the scale 
powered up, the electronics were allowed to warm up for at least one hour prior to 
calibration and testing.  
The masses were handled using tweezers and stored in a plastic bag in between 
measurements to prevent contamination (which could affect the overall weight). The 100 
g TAL221 was calibrated using a 20 g mass; the 500 g TAL221 and 5 kg TAL220 were 
calibrated using a 100 g mass. The sensitivities used for each load cell were recorded 
with the raw data. 
A PuTTY session was used to log data returned from the scale in continuous logging 
mode (command <R>). The scale was set to report an averaged weight at a report rate of 
23 
1 Hz. The average weight was calculated from a 10-value sliding average, sampled at an 
unregulated rate (however fast the processor could loop). This was observed to have a 
10–90% rise time of 1 second. Each mass was placed on the scale and allowed to sit for 
around 30 seconds, returning between 23 and 48 measurements (depending on the actual 
time the mass was on the bed). Two complete datasets were gathered and averaged 
together, providing a minimum of 48 measurements for each mass on each load cell. 
The standard deviation and average value of the logged data were calculated. The raw 
and processed data are stored in the OSF repository [81]. These results illustrate the 
scale’s behavior (statistical dispersion) without the influence of a human reading numbers 
from a display. It also gives a better indication of the accuracy of the scale since the 
masses are considered to be known. 
To assess the influence of the plastic housing on the scale’s behavior, the 5 kg TAL220 
was re-tested while mounted to a simple frame made of two 1x6x6 inch (25x150x150 
mm) common pine boards with spacers to float the load cell body above the pine, 
providing a fourth dataset for comparison. 
2.2.7 Economic Analysis 
To determine the costs of the various versions of the open source digital scale, the 3-D 
printable components were massed on another digital scale with precision +/− 10 mg. 
The total cost (Tc) of the apparatus can be determined by 
Tc =  V +  mCe +  mCp (1) 
Where V is the cost of the vitamins (or non-digitally manufactured components listed in 
Table 2.1), m is the mass of all the 3-D printed parts (e.g., all the STL-rendered parts in 
Table 2.1); Ce is the cost of the electricity per kg to print; and Cp is the cost of plastic per 
kg. The Lulzbot Taz 6 uses approximately 9.11 kWh per kg, as measured by a multimeter 
+/– 0.01 kWh and reported previously [92]. The average cost of electricity in the U.S. is 
about $0.1029/kWh [93]. The cost of the PLA filament from Lulzbot was U.S. $20/kg 
[94]. 
2.3 Results 
Two sets of testing were completed on the scale. These tested the scale under different 
conditions and offer different insights to the behavior of the scale. 
The first set of tests compares the open source scale with commercial scales. This set 
trusts the commercial scales to provide an accurate weight measurement, both for 
calibration and comparison. These tests exercise the repeatability of the scale when 
removing and re-adding weight to the scale. The measured mass was recorded by reading 
the value from the LCD, introducing room for human error during the test.  
The second set of tests use only the open source scale to measure standard calibration 
weights. This set trusts the weights to be accurate for calibration and for assessing the 
accuracy of the scale. The measured mass was recorded automatically via serial 
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communication, providing a larger data set to illustrate the motion of the scale’s readout 
when at rest. Since the masses are assumed to be known, this set gives a better idea of the 
accuracy of the scale (within the limits of the accuracy of the masses themselves). 
2.3.1 Laboratory-Grade Scale Comparison 
Repeatability testing on the 5 kg TAL220 loadcell yielded a standard deviation of 16.3 
mg on average (max 28.8 mg), as compared to 3.5 mg for the APX402 and 200 µg for the 
A-160. The average absolute difference between the open source scale and the A-160 was 
36.3 mg. The standard deviation and absolute differences are plotted for each discrete 
mass in Figure 2.10a and Figure 2.10b, respectively. 
  
(a) (b) 
Figure 2.10. The 5 kg loadcell results are shown (a) The standard deviation (sample of 5 
measurements) averaged to 16.3 mg for the open source scale. This is large relative to the 
APX402 and the A-160. The A-160 performed at a very small standard deviation relative 
to the other scales, causing its bars to be difficult to see at the bottom of the chart; (b) The 
absolute value of the difference between each scale and the A-160 is shown. The open 
source scale averaged a difference of 36.3 mg.  
Testing conducted on the 500 g TAL221 loadcell yielded a standard deviation of 20.7 mg 
on average (max 52.1 mg), as compared to 4.3 mg for the APX402 and 2.7 mg for the A-
160. The average absolute difference between the open source scale and the A-160 was 
14.2 mg. The standard deviation and absolute differences are plotted for each discrete 




Figure 2.11. The 500 g loadcell test results are shown. (a) The standard deviation (sample 
of 5 measurements) averaged to 20.7 mg for the open source scale. This is large relative 
to the lab-grade scales; (b) The absolute value of the difference between the average 
measurements by the A-160 and the other two scales are shown. The open source scale 
average measurement was within 14.2 mg of the A-160, on average. 
The testing completed on the TAL221 500 g loadcell followed the same procedures, but 
the conditions appear to have been different. The A-160’s standard deviation was an 
order of magnitude higher than during testing of the TAL220, and the difference between 
the APX402 and the A-160 was 5 times larger, on average. It is expected that the 
environment had some effect on testing—it is possible that the ventilation system could 
have affected measurements by increasing airflow on the scales. It may also be the case 
that the scales were not properly pre-warmed (powered on for 15 minutes to an hour) 
prior to the initiation of testing. 
Finally, testing conducted on the 100 g TAL221 yielded a standard deviation of 5.0 mg 
on average (6.6 mg max). This is around 20–50% higher than the standard deviation 
measured for the APX402 during the two rounds of testing detailed above, indicating the 
100 g loadcell offers precision on the order of (though slightly lesser than) the APX402. 
The average difference between the 100 g and 500 g TAL221 loadcells was 19.8 mg on 
average, though the average difference here should not be taken alone to certify the 
accuracy of the 100 g loadcell, as there is unquantified error propagation between the 
calibration of the 500 g and 100 g loadcells. This is the limitation of using the open 
source scale to make secondary calibrated masses. The error propagation is a result of the 
calibration of the 100 g TAL221 against the 500 g TAL221, rather than the A-160. The 




Figure 2.12. The 100 g loadcell test results are shown. (a) The standard deviation (sample 
of 5 measurements) averaged to 5.0 mg for the open source scale. This is close to that of 
the lab-grade scales (on the same order as the APX402); (b) The absolute value of the 
difference between the average measurements by the 500 g TAL221 and the 100 g 
TAL221 are shown. The 100 g TAL221 average measurement was within 19.8 mg of the 
500 g TAL221, on average. 
These tests showed that the scale tracks linearly with the two lab-grade scales (i.e., the 
measurement does not become more or less accurate as mass increases), but its output is 
less precise. The precision of the scale is a function of the range and style of the loadcell. 
These results support the idea that smaller range loadcells produce more precise 
measurements, with the 100 g TAL221 approaching the precision of the APX402. The 
average standard deviation (\sigma) of each loadcell tested is compared to its range in 
Table 2.3 as a percentage �%𝐹𝐹𝐹𝐹 = σ
𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟
⋅ 100�. 
Table 2.3. The average standard deviation for each loadcell during repeatability testing is 
compared as a percentage of the loadcell’s total range. These results suggest that the 
precision of the loadcell is a function of its range and style. 
Style/Range σ %FS 
TAL220/5000 g 16.3 mg 0.0004% 
TAL221/500 g 20.7 mg 0.0041% 
TAL221/100 g 5.0 mg 0.0050% 
The only loadcell tested to its full range was the 100 g TAL221 because of its smaller 
range and the results indicate linear behavior of the loadcell across its entire range of 
measurement. 
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2.3.2 Standard Mass Measurements 
The testing completed with the standard masses yielded results that vary slightly from 
those returned during comparison testing. The standard deviation of each dataset entirely 
represents the variation of the measurement output of the scale, without the influence of 
repeatability or human error when reading the value from the scale. The 5 kg TAL220 
was also tested on two different housings/frames—the 3-D printed PLA housing and a 
simple wooden frame. 
The standard deviations show a similar pattern to the repeatability testing, although both 
TAL221 load cells performed better in this case than the repeatability testing, while the 
TAL220 performed slightly worse. The difference in performance may be related to the 
increased sample size and that the equipment was allowed to warm up prior to testing. 
These results indicate a direct relationship between load cell range and measurement 
precision. The standard deviation of each load cell is compared by measurement in Figure 
2.13a and overall in Table 2.4. Please note that the 100 g TAL221 was out of range when 
measuring the 100 g standard mass, causing abnormal readout variation and a large error, 
so that measurement was not included when calculating the average standard deviation 
shown in Table 2.4. 
  
(a) (b) 
Figure 2.13. The standard mass test results are shown. (a) The standard deviation (sample 
of at least 48 measurements) increased with the range of the load cell; there is little 
difference between the PLA housing and wood frame. (b) The absolute value of the 
difference between the average measurements of each scale and the nominal mass of the 
weights is shown. The accuracy range for the weights is indicated by a red line. 
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Table 2.4. The average standard deviation for each loadcell during testing with standard 
masses is compared as a percentage of the loadcell’s total range. These results reinforce 
the idea that the precision of the loadcell is a function of its range and style. 
Style/Range σ %FS 
TAL220/5000 g 36.5 mg 0.0007% 
TAL221/500 g 7.1 mg 0.0014% 
TAL221/100 g 2.6 mg 0.0026% 
 
Analyzing the difference between the reported mass and the known mass applied to the 
scale gives an indication of the accuracy of the scale. Zero-offsets (the scale not reading 
zero when unloaded) were observed in the 5 kg TAL220 measurements. This occurred 
because the scale was zeroed prior to, but not during testing. To correct for the zero-
offset, the average reading of the scale immediately prior to each measurement was 
subtracted from the average measurement. The resulting (corrected) differences between 
the reported mass and the actual mass are shown in Figure 2.13. This figure also includes 
a red line indicating the rated accuracy of the weights. 
These results indicate that error beyond the accuracy of the weights exist in the scale. 
This variation may be a result of many factors, including a zero-offset during calibration, 
temperature variation on the HX711, and, in the case of the 100 g load cell, overloading. 
The 5 kg TAL220 showed greater variation from the actual mass when installed on the 
PLA housing when compared to the wooden frame. The behavior is inconsistent and was 
more pronounced at smaller masses, suggesting that the deformation of the housing is not 
the cause—although this could very well become an issue with much larger loads. It is 
possible that the bed of the scale was not seated firmly. Relative motion between the bed 
and the load cell could change the way the load cell reacts to a load. No significant 
difference in measurement variation (standard deviation) was observed between the 
plastic and wooden housings. 
2.3.3 Economic Analysis 
The total mass of the 3-D printed components is m = 18.74 g + 33.22 g + 65.44 g = 
117.40 g, bringing the cost of printed components to $2.46. Assuming no components are 
previously owned, the total investment (buying bulk items) for the basic scale is $51.36 
($31.12 if using an Arduino derivative [67]), plus $14.19 to add an LCD, and $4.00 to 
use a wall outlet for power. Accounting for the value of individual components from 
within bulk purchases, the cost of the scale is $40.75 ($20.51 with derivative), plus $6.26 
for an LCD and $4.00 to use a wall outlet for power. These results are summarized in 
Table 2.5. These estimates do not account for taxes or the cost of shipping, jumper wires, 
or solder. 
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Table 2.5. The cost of the scale varies based on configuration and initial investment. 
Using a wall outlet for power (as opposed to a computer) costs an extra $4.00. 
Configuration Total Investment 
Cost Corrected for 
Bulk Purchases 
No LCD $51.36/$31.121 $40.75/$20.51 
LCD $65.55/$45.31 $47.01/$26.77 
1 Second value uses Arduino derivative 
2.4 Discussion 
2.4.1 Open Source Scale for Distributed Manufacturing 
The open source scale showed linearity consistent with data sheet claims during testing. 
The precision of the loadcell is dependent on the type and range of the loadcell, meaning 
that precision requirements should inform decision making during loadcell selection. All 
three loadcells tested provide repeatability (one standard deviation) finer than 50 mg. A 
major limitation to the scale is that it is susceptible to environmental effects such as 
temperature. Documentation from Denver Instruments suggests that powering on the 
scale for 15+ minutes prior to testing helps stabilize its output by allowing the 
components to reach a steady-state temperature [90–91]. This was observed during 
testing, but not specifically tested. Temperature variations on the HX711 were limited by 
enclosing the amplifier to reduce airflow, and could be further improved by introducing a 
temperature sensor to make corrections for environmental variations.  
A significant advantage of this scale is that its range and precision is interchangeable to 
meet varying needs. The serial interface offers the possibility to log data and control the 
scale during testing, allowing partially and fully automated testing. The open source 
nature of the scale makes room for improvement and modification where necessary to 
meet particular needs. Additionally, the modular nature of its design allows for cost 
savings by removing un-needed components, such as the LCD in the case of 
automated/computer-based measurement.  
The two proprietary, lab-grade scales that were used for comparison testing are out of 
production. The best estimate for their cost is listings on eBay, which price the APX402 
at $75.00 and the A-160 at $425.00 [95,96]. Both lab scales offer RS232 serial interfaces 
over which the scale can be controlled and interrogated, similar to the open source scale. 
This means that a scale of comparable (although still lesser) precision to the APX402 can 
be constructed for as low as one third of the cost of used eBay purchases. New scales 
with comparable capability to the open source scale come at varying costs, depending on 
their range, precision, and the presence of a serial interface. Some readily available 
options are compared to the open scale in Table 2.6. The percent savings 
�(𝑂𝑂𝑂𝑂−𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑟𝑟𝑟𝑟𝑐𝑐𝑐𝑐𝑟𝑟𝑐𝑐)
𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑟𝑟𝑟𝑟𝑐𝑐𝑐𝑐𝑟𝑟𝑐𝑐
� achieved by using the open source scale are calculated and 
summarized. As can be seen by Table 2.6, it is possible to purchase a less expensive scale 
without serial capability (in this case a kitchen scale), but that there are substantial 
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savings using the open source approach for scales with serial capability. For lab-grade 
scales the open source scale saves between 57% and 83% from the commercially 
available scales. 
Table 2.6. Several proprietary scales listed online were compared in price and capability 
to the open source scale. The comparison indicates the cost savings allowed by the open 
source scale, which vary greatly depending on the functionality and range desired. 
Range/Repeatability Serial Capability Retail Cost 
Percent Savings of 
Open Source Scale 
($47.01) 
500 g/10 mg [97] No $15 NA 
500 g/100 mg [98] No $88 –47% 
5000 g/100 mg [99] No $55 –15% 
300 g/1 mg [100] Yes $253 –81% 
500 g/2 mg [101] Yes $115 –59% 
600 g/10 mg [102] Yes $110 –57% 
5000 g/80 mg [103] Yes $289 –83% 
 
In addition, to the benefits of greater control, data-logging, customization, and cost the 
open source scale has several other advantages. There are often artificial barriers to 
obtaining scientific equipment in various countries. First, there are often tariffs, duties, 
“made in {specific country}” restrictions, and taxes added to importation of scientific 
equipment. These can combine with other factors such as cost to limit research, medical 
care and educational opportunities (particularly in the developing world), which hampers 
economic development [104–106]. By being able to fabricate a digital scale from low-
cost base components, most of which are widely available, scientists, educators, and 
medical staff can avoid these additional costs and gain access to the tool. Secondly, the 
most extreme cases, when countries are in desperate need for a wide range of 
medical/scientific equipment such as currently underway during the COVID-19 
pandemic [107], there are even export bans [108] that would limit scientific access to 
tools. Personal fabrication overcomes such bans. Third, arbitrary definitions of 
“equipment” rather than “supplies” [109] can limit a scientists’ ability to spend money in 
the way their research demands. Again, being able to build equipment from supplies 
offers scientists more flexibility to obtain tools even in the face of administrative 
restrictions. 
2.4.2 Future Technical Work 
Documentation in the A-160 and APX402 manuals suggest that leaving the scale on for 
15–60 minutes prior to testing will aid in the accuracy and repeatability of measurements 
by allowing the components to warm up to a stable temperature. This was not done 
during some of the documented testing as for the majority of laboratory work such 
actions are unnecessary and may not be conducive to real-world use cases. This can, 
however, be tested in future development by logging mass and tracking room and 
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component temperatures for long periods of time. Other methods for stabilizing the 
readout to temperature variations should also be explored. SparkFun’s OpenScale 
microcontroller implements temperature sensing to correct for temperature and this 
implementation could be quantified [110]. 
The data-logging/serial interface capability is currently restricted to a scale that is 
connected to a computer. The scale could be extended to allow automated serial logging 
using a device such as SparkFun’s OpenLog, which stores serial output to an SD memory 
card [111]. This, in combination with battery power, would result in a portable logging 
scale for use in a variety of environments. 
Testing should be conducted to determine the viability of this scale for use in long-term 
mass studies. Observations during the documented testing show that the scale tends to 
drift significantly when first turned on. This drift appears to be largely related to 
temperature, but may be related to other factors, such as loadcell creep [61], or 
electrostatic influences from the housing material and surrounding environment. The 
design could also be tested/modified to work with higher capacity loadcells—the plastic 
housing is very lightweight, meaning it would deform under heavy loads, resulting in 
side- and angular-loading on the load cell, which can cause error in measurements [61]. 
High-weight scales can approach $1000 in cost, but this open source scale could be 
modified to handle larger weight ranges (e.g., with a higher capacity load cell and more 
rigid housing) without much cost increase [79,112]. In addition, because the code is 
freely shared it can be integrated into more complicated systems such as feedback loop 
additive manufacturing, melt flow index and dynamic off-gassing experiments. In 
completing further testing, multiple scales should be constructed to test multiple load 
cells simultaneously, offering more consistent test conditions and results. 
2.5 Conclusions 
This study provided designs for a low-cost, easily replicable open source lab-grade 
precision digital scale. The designs are released under open source licenses to enable any 
lab or individual fabricate it using open source 3-D printers and widely available low-cost 
components. Over several versions of the design with different load cells the open source 
scale was found to be repeatable within 50 mg, with even better precision depending on 
the load cell range and style. The scale tracks linearly with proprietary lab-grade scales, 
meeting the performance specified in the loadcell data sheets, indicating that it is accurate 
across the range of the loadcell installed. The scale can be produced at significant cost 
savings compared to scales of comparable range and precision when serial capability is 
present. The cost savings increase significantly as the range of the scale increases. The 
ability to use the same hardware and firmware for a variety of loadcells also makes the 
scale flexible to time-varying needs in a laboratory setting. 
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3 Open Source Vacuum Oven for Low-Temperature 
Drying 
Vacuum drying can dehydrate materials further than dry heat methods while protecting 
sensitive materials from thermal degradation. Many industries have shifted to vacuum 
drying as cost- or time-saving measures. Small-scale vacuum drying, however, has been 
limited by high costs of specialty scientific tools. To make vacuum drying more 
accessible this study provides design and performance information for a small-scale open 
source vacuum oven, which can be fabricated from off-the-shelf and 3-D printed 
components.  The oven is tested for drying speed and effectiveness on both waste plastic 
polyethylene terephthalate (PET) and a consortium of bacteria developed for 
bioprocessing of terephthalate wastes  to assist in distributed recycling of PET for both 
additive manufacturing as well as potential food. Both of these materials can be damaged 
when exposed to high temperatures, making vacuum drying a desirable solution. The 
results showed the open source vacuum oven was effective at drying both plastic and 
biomaterials, drying at a higher rate than a hot-air dryer for small samples or for low 
volumes of water. The system can be constructed for less than 20% of the cost of 
commercial vacuum dryers for several laboratory-scale applications including 
dehydration of bio-organisms, drying plastic for DRAM, and chemical processing. 
3.1 Introduction 
Dehydration, also referred to as drying or dewatering, is the process of removing water 
from a system or material [1]. It is an important step in materials processes spanning 
several industries. Many polymers experience chemical breakdown called hydrolysis 
when exposed to water, particularly at high temperatures (i.e. during manufacturing) [2], 
making water removal incredibly important in the plastics industry. This is an important 
step for both industrial scale manufacturing [3-5] as well as distributed recycling and 
additive manufacturing (DRAM) [6-8] particularly of recycled polyethylene terephthalate 
(rPET), which is the most commonly used plastic [9]. Additionally, paper is 
manufactured by suspending pulp in water, then carefully removing that water in order to 
form paper of desired parameters [10]. The bioenergy industry dries biomass fuels prior 
to burning them in boilers to increase efficiency [11]. Woodworkers remove as much 
moisture as possible from pieces of soft wood before stabilizing them, a process which 
hardens otherwise unworkable wood so it can be crafted into fine pieces of art [12]. 
Microbiologists desiccate microorganisms in order to halt reproduction without 
necessarily killing them [13]. Dehydration is also commonly used for food preservation 
[14]. 
Given the widespread demand for processes to remove water from materials, many 
drying methods have been developed and refined. The basic mechanism for removing 
water from a material is to reduce the energy required for the water to leave the material 
[1,15]. This can be accomplished by increasing the moisture capacity of the air, either by 
heating the air or removing existing moisture with a sacrificial desiccant material; or by 
reducing the saturation temperature (boiling point) of water by introducing the material to 
vacuum [16]. Vacuum processing allows dehydration at low temperatures, which is most 
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valuable for processing heat-sensitive materials such as bio-organisms, food, and 
thermopolymers that degrade at high temperatures [17]. When combined with elevated 
temperatures, vacuum drying can dehydrate materials at an increased rate compared with 
dry heat methods [16,18]. This has encouraged a shift in recent years for multiple 
industries to move away from dry heat-based dehydration to vacuum drying as a cost- or 
time-saving measure [10,16].  
Small scale drying technologies are much more limited. Consumer products for drying 
materials such as food, wood, or plastic (i.e., for 3-D printing) are limited to hot-air 
dryers, such as food dehydrators, toaster ovens, or typical convection ovens [12,19,20], or 
passive desiccant solutions that a consumer can assemble with bulk silica gel and a sealed 
container [21,22]. More advanced solutions, such as freeze dryers and vacuum ovens, are 
technically available to consumers, but at extreme costs on the order of thousands of 
dollars [23,24]. Vacuum ovens are used by the plastics industry, drying high volumes of 
plastic in as little as one hour [25]. 
In an effort to expand the available low-cost and accessible drying solutions, this study 
provides design and performance information for a small-scale open source vacuum 
oven. A vacuum oven puts the material being dried under a vacuum at elevated (but still 
relatively low) temperature in order to dry out the material at a high rate. The novel 
vacuum oven presented in this study uses an off-the-shelf vacuum chamber, augmented 
with a digitally-replicable compressed air-powered vacuum pump, and a simple thermal 
control system based on the open source Arduino microcontroller platform for heating 
samples in the oven. The oven is tested for drying speed and effectiveness on rPET 
plastic for DRAM and on a consortium of single cell microorganisms used for biological 
conversion of waste plastic chemical components to food. Both can be damaged when 
exposed to high temperatures, making vacuum drying a desirable solution. During these 
tests, the performance of the vacuum oven was compared to an off-the-shelf food 
dehydrator and a control. The results are discussed in the context of both polymer and 
biomaterial dewatering as well as recommendations for future work. 
3.2 Materials and Methods 
3.2.1 Design 
The vacuum oven constructed in this study has two primary components: 1) a vacuum 
chamber and 2) a heating element. The vacuum chamber and heating element together 
serve to form the vacuum oven. System performance was monitored with an open source 
high-precision mass balance [26] and multimeters. 
3.2.1.1 Vacuum System 
The physical vacuum chamber selected is an off-the-shelf vacuum chamber, which is 
designed to handle vacuum pressures up to 29 inHg [27]. This is a sufficiently deep 
vacuum to allow drying at or only slightly above room temperature [28]. Vacuum 
pressure (the difference between evacuated pressure and atmospheric pressure) is a 
convenient metric for discussing mechanical behavior of the chamber and vacuum pump, 
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as their performance is directly linked to vacuum pressure – in how much pressure the 
chamber can withstand, and how deep a vacuum the pump can draw. However, the 
thermodynamic behavior of water depends on the absolute pressure of the atmosphere the 
water is exposed to. Since atmospheric pressure varies with elevation and weather, the 
vacuum pressure required to reach a certain absolute pressure can vary. This can be 
confusing when looking at the performance of a vacuum oven. To help distinguish 
between these two quantities, they will be expressed in different units following the 
protocol for water saturation tables [29]. Vacuum pressure will be noted in inHg, where 0 
inHg is atmospheric pressure at sea level, and 29.9 inHg is absolute vacuum. Absolute 
pressure will be noted in kPa, where 0 kPa is absolute vacuum, and 101.3 kPa is 
atmospheric pressure at sea level. Finally, gauge pressure, pressure measured above 
atmospheric pressure, will be expressed in psig (pounds-per-square-inch-gauge). Each set 
of units was selected directly from the instrument or reference material providing the 
relevant measurement. The vacuum gauge provides inHg [30], thermodynamic tables list 
saturation points of water with absolute pressure in kPa [28], and the air compressor 
measures output pressure in psig [31]. 
An air ejector was selected to act as the vacuum pump for this system and details of the 
selection process are provided in Appendix A. Air ejectors (also called venturi ejectors, 
venturi vacuums, air-powered vacuum pumps, and air-jet ejectors) use high-pressure air 
and a combination of converging-diverging nozzles to create a vacuum pressure [32-34]. 
The shape and size of the nozzles can be varied to affect the required inlet pressure, the 
rate of evacuation, the depth of vacuum, and the volume of air consumed by the ejector 
[33,35]. The practical limit of a single-stage air ejector is around 28 inHg vacuum, which 
translates to an absolute pressure of around 6.6 kPa [34] and thus brings the saturation 
temperature of water just below 40 ◦C [28]. Other methods can achieve a deeper vacuum, 
but this allows for a sufficiently low temperature to encourage rapid evaporation. In 
addition, an air ejector has the advantage of being driven by compressed air. Since air is 
being forced through the ejector and out into the atmosphere, never moving through a 
machine, there is no risk of damage to equipment due to water or other materials which 
may get caught up in the flow of evacuated air [36]. On an industrial scale, compressed 
air is often already present for other processes, mitigating the cost of introducing a 
vacuum system [36]. Similarly, in small labs or distributed fablabs and makerspaces, an 
air compressor is much more likely to be a part of the existing toolset (and more 
generally useful) than a mechanical vacuum pump. Air ejectors are commercially 
available at a similar cost to vacuum pumps [37]. Due to the robustness and cost 
effectiveness of an air-ejector, this was selected to evacuate the chamber. 
3.2.1.2 Thermal Controls 
The thermal control system is composed of a heater, controlled by a relay and a micro-
controller. The micro-controller measures the temperature of the heater pad with a 
negative-temperature-coefficient (NTC) thermistor. A thermistor is a sensor whose 
resistance varies as a function of temperature. They are commonly used in 3-D printing 
and offer measurement precision on the order of 0.2 ◦C, though the accuracy depends 
heavily on the accuracy of the model used to calculate temperature, the temperature range 
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being measured, and the resolution of the analog-to-digital converter (ADC) used to 
measure the thermistor [38,39]. The resistance of the thermistor is measured by an open 
source Arduino microcontroller [40] using a voltage divider with a known reference 
voltage and resistance. The measured resistance can be used to estimate the temperature 
(and vice versa) using what is known as the Steinhart-Hart equation [41], which 
characterizes a thermistor based on three resistance values, measured at three known 
temperatures. This model tends to be accurate within half a degree Celsius over the 
calibration range [41] but is often simplified to a two-point model which requires a single 
coefficient, the Beta coefficient, and is simpler to calibrate and compute while measuring. 
This simplified model maintains similar accuracy over a smaller temperature range 
[39,42,43]. The simplified Steinhart-Hart equation was used for measuring the 
temperature of the heating element.  
The challenge of building a robust thermal control system for a vacuum oven is 
significant, particularly with the use of off-the-shelf parts. The primary mode of heat 
transfer inside the vacuum chamber is conduction, which cannot be accurately modeled 
for the design of a controller, as it depends on many factors including the type, volume, 
density, and surface area of the material inside, as well as the rate of heat loss to the 
environment. In order to control temperature inside the chamber without damaging the 
chamber, the approach selected was to track the temperature of the heating element – a 
flexible silicone heating element, used as engine block heaters or 3-D printer bed heaters. 
These offer a large surface area and relatively low power per unit surface area (Watt 
density), which is preferable for low set temperatures, since it reduces the rate at which 
the heater must switch on and off to maintain a set temperature [44]. The controller 
operates on the assumption that sufficient insulation and time allow the inside of the 
vacuum chamber to reach equilibrium at or near the temperature of the heating element. 
In order to quantify the inevitable temperature difference between the heater and the 
inside of the chamber, the gradient was measured with loosely packed rPET in the 
chamber. These measurements were used to inform set temperatures for the oven during 
testing that manually correct for the temperature difference. It was found, from the 
perspective of drying speed, that this approach is applicable on small samples (tens of 
grams). In order to control the temperature of the heater, a simple relay control system 
was used. This was selected because the thick metal of the chamber sufficiently filters out 
the switching effects of the relay, providing a smooth temperature curve inside the 
chamber. 
3.2.2 Bill of Materials 
The vacuum chamber and thermal control system equipment are separate, fairly 
interchangeable components. As such, they are provided in two sections of the Bill of 
Materials in Table 3.1. A full bill of materials (BOM), including unit cost (corrected for 
the amount of a bulk material actually consumed), links for purchase, and additional 
notes, is available in a repository on the Open-Science Framework (OSF) [45]. 
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Table 3.1. Visual bill of materials separated between the two primary components. 
Component Photograph 
Vacuum Chamber 




Fixed-Flow Air-Powered Vacuum Pump  
$79.75 [37] 
 
Vacuum Chamber, including: 
Lid with hole for plumbing 
M10 Nut 
M10 Washers (nylon or rubber) 
$89.99 [27] 
 
10sq ft Reflectix Double Sided Insulation 
$13.57/33.3sq ft [46] 
 




1ft High Temperature Flue Tape 
$8.82/15ft [47] 
 
3-D Printed Vacuum Pump Intake 
Connector [45] 
Printed in shown orientation, threads up. 
 
3-D Printed Vacuum Pump Vacuum 
Connector [45] 
Printed in shown orientation, fine threads up 
 
Thermal Control System 




Solid State Relay (5V Input, 120VAC 2A+ 
output) $25.44 [49] 
 
45 
1x NTC Thermistor  
13.99/5ea[50] 
 









USB-A to USB-mini-B (or USB-micro, or 
USB-B, depending on the Arduino)  
$3.84 [54] 
 









22 AWG Hookup Wires : 
1x 160 mm Yellow 
1x 160 mm Black 
2x 20 mm Red 
1x 20 mm Yellow 
1x 20 mm Black 
14.95/42 m [57] 
 
3.2.3 Manufacturing and Assembly 
3.2.3.1 Vacuum Chamber 
To prepare the vacuum chamber for assembly, two strips of Reflectix insulation were cut 
about 5 cm wide and 2-3 times the circumference of the chamber in length. These were 
used to build an air gap between the Reflectix and the sides of the chamber, per 
Reflectix’s installation recommendations [58]. They also helped the bulk insulation span 
over handles and clasps protruding from the wall of the chamber. Another piece of 
Reflectix insulation was cut with the same length (2-3 times the circumference of the 
chamber) and as wide as the chamber is tall. This was used to insulate the sides of the 
chamber. Finally, four circles of Reflectix of the same diameter as the lid of the chamber 
were cut to insulate the top and bottom of the chamber. Two of the circles were set on the 
lid, and a slit was cut in both layers over the hole in the lid. The vacuum inlet of the air 





Figure 3.1. Insulation was cut to fit the specific vacuum chamber that was purchased. (a) 
Circles of insulation to cover the base and lid; (b) A strip of insulation to be wrapped 
around the circumference of the chamber to build an air gap. 
Next, the air ejector was assembled. The selected air ejector has 1/8-inch NPT female 
threads for the air intake and vacuum inlet. The air intake must connect to an air 
compressor hose, which has a ¼-inch I/M coupler (often called a quick-connect). The 
vacuum inlet must connect to the chamber lid and a vacuum gauge. On the vacuum 
chamber in use, the lid was sized for an M10 vented bolt. The selected vacuum gauge 
required a 5 mm hose barb. Rather than purchase and plumb together several connectors 
to accomplish this, the connectors were 3-D printed. The internal geometry of the printed 
connectors is shown in Figure 3.2. To create the composite parts, the hose barb and I/M 
coupler were modeled in FreeCAD v0.18 [59] based on measurements of purchased 
parts. FreeCAD offers straightforward profile-modeling tools, but OpenSCAD [60] has a 
broader, more robust set of thread libraries, so OpenSCAD v2019.05 was used to 
compose the final parts. Kirshner’s `threads` library [61], available under the GNU GPL 
3.0 [62] was used to create ISO-standard metric threads for the M10 nut. Corona688’s 
`tmsthread4` library [63], available under the Creative Commons Attribution Non-




Figure 3.2. Air ejector connector cross-sections, highlighting internal geometry where air 
flows. (a) Intake connector, where high pressure air enters the ejector; (b) Vacuum 
connector, where evacuated air flows from the chamber to the ejector and vacuum 
pressure is measured. 
The design and STL files for each component are available, along with all other data, 
designs, and documentation, on the OSF repository [45] under the GNU General Public 
License (GPL) 3.0 [62]. Note that the 3-D printed parts are actually available under CC-
BY-NC [64] because they use tmsthread4 for the NPT threads. All other files and data are 
available under GPL 3.0. The original CAD files (OpenSCAD [60] and FreeCAD [59]) 
are available to allow modification in the case that the parts they attach to are different 
than those used in this build. The components were 3-D printed using 1.75mm polylactic 
acid (PLA) filament on an Athena II delta-style RepRap class 3-D printer [65] with a 
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0.4mm nozzle. The STL for each component was sliced using Ultimaker Cura v.4.7.1 
[66] and the print settings shown in Table 3.2. After printing, supports and brim materials 
were cleaned off of the prints. 
Table 3.2. Print Settings for 3-D Printed Parts (PLA). 
Property Value 
Layer Height 0.2 mm 
Wall Thickness 2 mm 
Top/Bottom Thickness 0.8 mm 
Infill Cubic, 20% 
Nozzle Temperature 210 ◦C 
Print Speed Infill/Support: 70 mm/s, Wall: 35mm/s 
Outer Wall Speed 35 mm/s 
Retraction Yes 
Print Cooling No 
Support Build-plate only, 50 deg, 15% density 
Adhesion Type Brim 
 
Testing has shown that the printed parts can withstand the high pressure (80 psig) at the 
intake and low pressure (26 inHg vacuum) at the vacuum inlet, and the printed threads 
work and properly seal at the connections. The connectors were threaded into their 
respective sockets on the air ejector (Figure 3.3a). To check that the ejector was 
functional, the vacuum gauge was attached (Figure 3.3b) and 80 psi air was applied to the 
air intake. Plugging the vacuum connector showed around 24-26 inHg vacuum pressure 
on the gauge. To resolve issues with a faulty seal on the connectors, adding PTFE thread 
seal tape can help – note that PTFE tape is only intended for tapered threads [67], so it 
will not help with the M10 threads. 
  
(a) (b) 
Figure 3.3. Assemble the air ejector. (a) Thread the 3-D printed connectors into the air 
ejector, using PTFE tape if necessary; (b) Attach the vacuum gauge to the hose barb. 
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With the air ejector assembled and checked, the vacuum inlet was fed through the two 
circles of insulation. Next, one M10 washer was placed on the inlet (Figure 3.4a), then 
the inlet was fed through the lid of the vacuum chamber. The other M10 washer was 
applied and the M10 nut was tightened onto the threads, securing the air ejector and 
insulation to the lid (Figure 3.4b). 
  
(a) (b) 
Figure 3.4. Process to connect the air ejector to the lid. Note that the photographed part is 
grey here, where it was orange in prior photos. (a) Feeding the ejector through the 
insulation, then an M10 washer (nylon or rubber); (b) Feeding the ejector through the lid, 
then another washer, then secure with an M10 nut. 
Finally, the insulation was installed on the walls of the chamber. This was done after 
installing the heating element, allowing the sensor wire and power cable to be fed up 
through the wall insulation (as shown in Figure 3.5) for strain relief. 
 
Figure 3.5. If installed, the heater power cable and sensor wires may be fed up the wall of 
the chamber for strain relief, but this is not required. 
To install the wall insulation, the two strips of insulation were wrapped around the top 
and bottom as shown in Figure 3.6a, securing them to the chamber wall and themselves 
with flue tape (other adhesives may be used in the event that lower temperatures will be 
50 
used for drying). Next, the large strip of insulation was wrapped around the walls of the 
chamber, once again using tape to secure it to the already installed layers of insulation, 
and to itself. The final result is shown in Figure 3.6b. 
  
(a) (b) 
Figure 3.6. Install insulation on the chamber wall. (a) First, attach strips of insulation to 
build an air gap and span the protruding components on the chamber walls; (b) Next, 
install the large piece of insulation, fully covering the walls of the chamber. 
The two layers of insulation for the base of the chamber were installed after the 
installation of the heating element. 
3.2.3.2 Thermal Control System 
Before building the thermal controller, thermistor calibration measurements were 
collected to calculate the Beta coefficient of the thermistor. The thermistor’s resistance 
was measured at 0 and 100 ◦C by submerging the thermistor in an ice bath and boiling 
water, respectively. The thermistor was wrapped in flue tape prior to submersion to 
protect it from short-circuiting in the water. The resistance measurements were recorded 
and used to calibrate the thermistor as described in 3.2.7.1. 
The controller measures the thermistor with a voltage divider, which uses a reference 
resistance connected to the reference voltage. This resistance is placed in series with the 
thermistor, which is connected to ground. The voltage at the node connecting the two 
resistances is measured with an analog pin on the Arduino. This voltage is used to 
determine the resistance of the thermistor. The value of the reference resistance has a 
direct impact on the precision of the temperature measurement. Increasing the difference 
between the measured voltage at the upper and lower temperature bounds increases the 
number of discrete voltages (therefore, temperatures) that the ADC can measure. The 
measured voltage, Vm, for a given voltage divider with thermistor resistance Rth and 
reference resistance R0 is calculated using (3.1). This equation assumes the reference 
voltage is 1V, meaning that the difference between two measured voltages corresponds to 
a percentage of an ADC’s measurement range. 
Vm = Rth / (R0 + Rth) (3.1) 
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The difference between Vm at the upper (Rth1) and lower (Rth0) operating resistances 
should be maximized. Using the simplified Steinhart-Hart equation (3.2), the thermistor 
resistance was estimated at the upper and lower operating temperature. The nominal 
resistance and temperature, 100 kOhm at 25 ◦C, were used as R1 and T1, respectively. 
The nominal Beta value, β, provided by the manufacturer, 3950, was also used [50]. A 
calibrated value could be used instead, after completing the thermistor calibration as 
described in 3.2.7.1. 
β = ln(R1/R2) / (1/T1 – 1/T2) (3.2) 
With these values estimated, selecting R0 became a simple optimization problem, with 
the cost function (Cf) in (3.3). The equation is written in such a manner to emphasize that 
the difference between the two measured voltages should be maximized, making no 
assumptions about which voltage will be larger. The sign is changed because 
optimization conventionally seeks to minimize cost. 
Cf = -|Rth0/(Rth0+R0) – Rth1/(Rth1+R1)| (3.3) 
This cost function was minimized using `minimize_scalar`, which is an optimization 
method in the SciPy Python library’s `optimize` package [68]. Intuition would suggest 
that the optimal resistance R0 has a magnitude on the order of the thermistor resistance, 
so the initial guess provided to minimize_scalar was the average of the operating bounds. 
A Python script named `voltage_divider_optimization.py`, which returns the optimal 
resistance, is available on the OSF repository [45]. It accepts the thermistor beta value 
and reference temperature-resistance pair, plus the operating temperature range, 
completing all other computations internally. 
The optimization was run for a few operating ranges, shown in Table 3.3. The operating 
range during design was expected to be 50 to 60 ◦C, so a 30 kOhm resistor was used. A 
similar approach to this problem, as well as further explanation on the rationale, have 
been discussed by Hrisko [69]. 
Table 3.3. Optimized reference resistances for several operating temperature ranges. 
Temperature Range  
(◦C) 
Reference Resistance, R0 
(kOhm) 
ADC Range Utilized 
50-60 30 9% 
60-70 21 9% 
70-80 15 8% 
50-80 21 25% 
 
The thermal control circuit, shown in Figure 3.7, is fairly simple – it only requires a 
voltage divider, used to measure the thermistor resistance, and a pair of signal wires to 
control the relay. 
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Figure 3.7. The circuit is a voltage divider and a pair of signal wires to control the relay. 
The circuit was assembled on a 3x7 cm solder breadboard. The assembly of that board is 
detailed in 3.7, and the final circuit is shown in Figure 3.8. 
 
Figure 3.8. The completed circuit is wired to connect to a relay and measure a single 
thermistor. 
With the circuit fully constructed, the dryer firmware (available on the OSF repository 
[45]) was uploaded to an Arduino Nano, which was then installed in the female header 
pins with the USB on the column `A` side of the board (Figure 3.9a). The thermistor was 
attached to its male header pins and the relay was connected to the signal wires (Figure 
3.9b). 
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(a) (b) 
Figure 3.9. Assembly of the electronics for the thermal controller. (a) The Arduino 
installed on the circuit; (b) The signal wires attached to the relay. 
The heating pad has an adhesive on one side. The transfer tape was removed from the 
heating pad, revealing the adhesive. Prior to installing the heater on the base of the 
vacuum chamber, the thermistor bulb was stuck to the middle of the heating pad. 
Adhering the pad to the base of the chamber secured the thermistor in place (Figure 
3.10), providing a direct measurement of the heater temperature. Pressure was applied to 
the heating pad for 60 seconds to allow the adhesive to set. 
 
Figure 3.10. The heating element was adhered to the base of the chamber, with the 
thermistor secured on the interface. 
To allow the heater to be controlled by the relay, the heater power cable was cut in half 
(Figure 3.11a). Only one wire needs to be severed – the other may remain intact. In this 





Figure 3.11. The power cable was prepared for connection to the relay. (a) First, it was 
cut in half. Only one wire needed to be cut, but both were cut in this case; (b) Next, one 
pair of wires was immediately re-joined with a wire nut. 
The other pair of wire ends were stripped and secured in the load terminals (1 and 2) of 
the relay, as shown in Figure 3.12. 
 
Figure 3.12. The power cable was secured into the load terminals of the relay. 
3.2.3.3 Finishing the Assembly 
In an effort to tidy wires and make transportation easier, the electronics for the oven were 
assembled on a wooden frame. The relay was secured with two M4 machine screws, and 
the circuit was secured with four M2 machine screws. Power was provided to the 
Arduino and the heater via a power strip, also attached to the board. The final assembly is 
shown in Figure 3.13. 
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Figure 3.13. The fully assembled vacuum oven. 
3.2.4 Code 
The firmware driving the dryer is fairly straightforward. It uses Salimov’s 
NTC_Thermistor library to handle the simplified Steinhart-Hart equation for computing 
temperature from the voltage divider measurement [70]. The temperature measurements 
are read into a 10-sample averaging FIR filter. A longer average could feasibly be used 
without affecting the dynamics of the system, but this number of averages is memory-
efficient for the Arduino and was found to be sufficiently smooth for the purposes of 
control. 
The system tracks the average temperature and uses relay control with no hysteresis to 
regulate the heater temperature – turning the heater on if the temperature is below the set 
temperature, and off if it is above. Testing showed that the switching of this relay was 
sufficiently filtered out inside the chamber, making a more sophisticated controller 
unnecessary. 
Every second, the current time and temperature are printed to serial for the sake of data 
logging and checking performance. In an effort to prevent catastrophic failure due to a 
sensor error, the temperature is checked to make sure it is reasonable. In the event that the 
thermistor open-circuits, the resistance reading should fall to around absolute zero (-
273.15 K). Designing on the assumption that the vacuum oven will not be used in a room 
where the temperature is below 0 ◦C, a temperature reading below 0 will force the relay 
to turn off and throw a message over serial that something looks wrong. This value can 
be changed to meet different needs, or even to track a predictive model in order to further 
improve failure-safety. In the opposite event, should the thermistor short-circuit, the 
controller would read a very high temperature, above the set temperature for the heater, 
so the relay would naturally turn off. 
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3.2.5 Operation 
Operation of the oven requires a few steps. First, the material to be dried was placed in 
the oven. Next, the operating temperature was set to meet the limits of the material being 
dried. The upper limit for a safe operating temperature is two-fold. First, the heating 
element comes with a thermal fuse set to trip at around 130 ◦C, meaning that temperature 
cannot be exceeded. Secondly, the chamber lid is made of acrylic and the manufacturer 
recommends that it not be exposed to temperatures greater than 60 ◦C [27]. With the 
current design, the temperature gradient on the chamber is significant, making the lid 
little cause for concern. Improvements to the design which provide more even heating of 
the chamber must take this into consideration. The current firmware uses a hard-coded set 
temperature. This value was changed by editing the variable T_set in the firmware, then 
re-flashing the Arduino. This removed any need for a user interface (such as a display to 
show, or knobs to vary, the set temperature), though one could be added in the future. 
Once the temperature was set, the heating element was turned on by providing power to 
the Arduino and the heater. 
With the material loaded and warming up, the only remaining step was to introduce a 
vacuum. First, the lid was placed on the chamber, and the air compressor hose connected 
to the compressor and the lid. The manufacturer recommends that this be completed prior 
to charging the air compressor for safety [31]. Next, the air compressor was turned on 
and allowed to charge to full capacity. Once the pump had turned off, the pressure 
regulator was set to provide 80 psig of pressure to the air ejector. Light pressure was 
applied to the lid until the vacuum gauge started to show a vacuum pressure. At this 
point, the lid was held in place by air pressure. The ultimate vacuum achieved was 
around 25 inHg, or about 17 kPa absolute. At this pressure, the saturation temperature of 
water is approximately 57 ◦C [28]. 
The testing discussed in the results offer some guideline for the amount of time required 
to dry material, but testing should be conducted to determine the appropriate time and 
temperature for drying specific materials. The test procedure used here offers a 
framework for determining such drying times. 
3.2.6 Materials for Testing 
The system was tested with both plastics for DRAM and biomaterials as part of a project 
to convert post-consumer plastic into edible food. 
3.2.6.1 Plastics 
Recycled polyethylene terephthalate (rPET), which is the most abundant waste plastic, 
was produced for testing by washing and shredding used water bottles into flakes. PET is 
a highly hygroscopic material, meaning it tends to absorb water into its chemical 
structure [5,71]. Absorbed moisture can only be removed to the point of equilibrium with 
the air surrounding the material. This means that simple hot-air drying cannot make the 
plastic any dryer than the air in the room. This can be a major impediment to successful 
use of rPET in DRAM as for example simple air drying does not work in humid 
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environments. Thus, converting rPET to 3-D printing filament is normally regulated to 
demonstrations on lab-grade or industrial grade recycling systems using blends [72,73] or 
composites [74] rather than low-cost open source recyclebots (waste plastic extruders that 
produce filament) [75,76], which are more appropriate for DRAM. Vacuum drying offers 
much lower atmospheric moisture content than hot-air drying, meaning it can dry 
hygroscopic materials more completely than hot-air drying [71]. The rPET offered an 
opportunity to check for signs of this behavior, limited by the measurement resolution of 
the balance in use. Prior to testing, the rPET was placed in an unsealed container for a 
span of several days to provide an opportunity for the plastic to reach an equilibrium of 
moisture content with the laboratory. 
3.2.6.2 Biomaterials 
Another approach to recycling PET is to use bio-organisms to convert it to useful 
products like food. To begin to probe this potential, microorganisms were grown on rPET 
chemical components. Specifically, terephthalic acid is a building block of polyester 
plastics such as PET. Various bacteria can use terephthalate as a carbon and energy 
source [77,78]. A bacterial consortium was enriched from compost with the ability to 
grow to high densities using terephthalate as a sole carbon source. This consortium shows 
promise for the bioprocessing of terephthalate wastes as well as potential transformations 
of plastics like PET.   
Single cell protein (SCP) is protein that is derived from single celled organisms such as 
bacteria and algae [79]. SCP has been proposed as an alternative food source to deal with 
growing food insecurity [80,81]. In order to convert microbial biomass into single cell 
protein, biomass needs to be treated to both preserve and inactivate the cells. Here the 
novel drying system is tested as a post-treatment procedure to produce SCP from 
microbial biomass grown on terephthalate. 
Enrichment cultures were set up using a sample of vermicompost, which is a compost 
that is broken down using worms, from a farm in Calumet, MI, USA (47.211, -88.553). 
The vermicompost was sampled using a pre-sterilized scoop and was collected in a sterile 
50 mL Falcon tube. The sample was placed on ice and transported back to Michigan 
Technological University (MTU), where it was stored at 4℃.  
Aerobic cultures were set up in sterile 250 mL Erlenmeyer flasks using 1 gram of 
vermicompost soil, 100 mL of Bushnell-Haas media (0.2 g/L MgSO4, 0.02 g/L CaCl2, 1 
g/L KH₂PO₄, 1 g/L  (NH₄)₃PO₄, 1 g/L  KNO3, 0.05 g/L FeCl3), 0.25g terephthalic acid, 
0.25 g terephthalamide, 2.5 mL of chemically deconstructed polycarbonate product, and 
0.125 mL of a 1:1:1:1 mixture of C6:C10:C16:C20 alkenes. The deconstructed 
polycarbonate product served as a source of bisphenol A. Cultures were placed in a 
temperature-controlled shaker and incubated at 200 rpm and 30℃. Cultures were 
transferred into fresh media of the same composition at a 1:10 dilution once every two 
weeks. After five transfers, 100 µL of material from the enrichment cultures were 
transferred for growth on disodium terephthalate for biomass production. The consortia 
was transferred four times in Bushnell Haas medium with 10 g/L disodium terephthalate 
as the carbon source prior to the growth of the consortia for biomass production. 
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To produce biomass for the dryer, 500 ml of Bushnell-Haas medium supplemented with 
10 g/L of disodium terephthalate was inoculated with 5 ml of the culture grown on 
disodium terephthalate. The culture was grown at 25 °C for three days. Biomass from the 
consortium was harvested by centrifugation at 7,500 x g for 10 minutes.  The supernatant 
was removed, and the biomass was stored at 4 °C until use for testing the open source 
vacuum oven in drying.   
3.2.7 Testing 
3.2.7.1 Thermistor Calibration 
The thermistor was calibrated using resistance measurements gathered at three known 
temperatures, shown in Table 3.4. These measurements were used to calibrate the full 
Steinhart-Hart equation (3.4), which has three coefficients and is solved with a system of 
three equations as described in the literature [41]. 
Table 3.4. Thermistor calibration measurements. 





T = 1.0 / (ka + kb*log(Rt) + kc*log(Rt)3) (3.4) 
Three combinations of the measurements in Table 3.4 were then used to compute Beta 
three times. The thermistor curves for those three Beta values, plus the nominal value, 
were compared with the full Steinhart-Hart equation. These computations were 
completed using a Python script named `thermistor_calibration.py`, available on the OSF 
repository [45]. The Beta value that provided the least error was selected to calculate 
temperature on the Arduino. 
3.2.7.2 Temperature Gradient Measurements 
In order to quantify the temperature gradient resulting from the location of the control 
temperature sensor, three thermistors were installed on a 3-D printed jig in the center of 
the chamber. The jig held the thermistors 0, 25, and 50 mm above the base of the 
chamber. The thermistor jig is shown in the chamber in Figure 3.14a. These temperatures 
were measured on a separate microcontroller from that driving the heater. The 
measurements were taken with rPET material inside the chamber, with the chamber at 
atmospheric pressure (measuring the temperature under vacuum conditions faced the 
same challenges as for placing the control thermistor inside) and the lid off. The thermal 
controller was set to 60 ◦C, measured at the heating element. This test was completed 
twice: (1) with only rPET inside the chamber; then (2) with an added metal cylinder 
(referred to as a heat sink) inside to aid in the distribution of heat to the rPET. The heat 




Figure 3.14. The test setup for measuring temperature gradient. (a) Three thermistors 
were mounted on a 3-D printed jig, mounting them 0, 25, and 50 mm above the base of 
the chamber; (b) For the second test, a heat sink was added in the mix of rPET to aid heat 
transfer throughout the material. 
An additional set of tests was completed in which the thermistor mounted at 0 mm (on 
the base, inside the chamber) was used to drive the relay controller. This was tested with 
no material in the chamber, and with rPET in the chamber. Once again, the lid was off, 
meaning the thermistor was exposed to convective interference that would otherwise not 
be present under vacuum. The temperatures of the heater and the 25- and 50-mm 
thermistors were recorded. This configuration offered an approximation of how the 
controller would behave if the control thermistor were mounted inside the chamber while 
under vacuum. The results indicated the necessary heater temperature to reach an inside 
surface temperature of 60 ◦C, and aid in estimating the inside surface temperature for a 
given heater set temperature. 
3.2.7.3 Drying Rate Comparison 
The vacuum oven was tested against an off-the-shelf food dehydrator [82], which would 
be classified as a typical hot-air dryer. To quantify the dehydration of each sample, the 
mass of each sample was measured prior to and throughout testing using an open source 
precision mass balance, calibrated using a 100 g standard mass with a rated precision of 5 
mg [26]. During each test, the energy consumption of the vacuum oven and the food 
dehydrator were each measured using multimeters, measuring energy in kWh to 0.01 
kWh precision [83]. The vacuum oven’s heating and vacuum (air compressor) energy 
consumption were measured separately to help identify where the majority of energy 
consumption occurs. 
Testing was first conducted on small samples (10 g) of rPET to determine a set 
temperature for the oven. The samples were measured on a 100 g load cell with a 
reported measurement accuracy (standard deviation) of 5 mg [26]. Three 10 g samples 
were prepared in petri dishes with known masses. 300 mg of water was added to each 
sample, bringing the total mass to 10.3 g, such that the added water comprised 
approximately 3% of the mass. The first sample was placed in the center of the vacuum 
oven base, which was set to 70 ◦C. The second was placed on the lowest shelf of the food 
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dehydrator, also set to 70 ◦C (its maximum temperature). All trays provided with the 
dehydrator were left in the assembly during testing, in accordance with the operating 
instructions [82]. The third sample was left on a counter to act as a control. Every 15 
minutes, each sample was weighed while left in its petri dish. This ensured that no flakes 
of plastic or droplets of moisture could be left behind in transfer between containers. The 
mass of the empty petri dish was subtracted from the measured mass, recording only the 
mass of the plastic and water. This was repeated with the vacuum oven set to 80 ◦C. 
Next, large samples (350 g) of rPET were tested with the vacuum oven set to 80 ◦C. At 
this point, small sample testing had showed that both dryers acted faster than a control, so 
no control was kept for further measurements. Each large sample was measured on a 5 kg 
load cell with a reported measurement accuracy (standard deviation) of 20 mg [26]. The 
samples once again had 3% water by mass added, constituting 10.8 grams of water. 
Given the size of the sample, the plastic was stirred after the addition of water to 
encourage an even distribution of water throughout the sample. These samples were too 
large to keep in containers within each dryer, so measurements were made less often 
(every 60 minutes), and the plastic was transferred from each dryer to a separate bowl for 
each measurement. In the vacuum chamber, two metal cylinders were included as heat 
sinks during the large sample tests. In the dehydrator, all trays were filled with plastic. 
The lowest tray had a dense metal screen material installed in order to minimize the loss 
of small pieces of plastic into the base of the dehydrator. 
To test the drying of biomass, samples of approximately 500 mg were measured into petri 
dishes, once again with the mass of the container measured beforehand. The bio-mass 
was expected to be about 60% water by mass, so no water was added. These samples 
were measured every 15 minutes while being dried. 
3.2.7.4 Filament Drying 
In order to verify the effects of the vacuum oven on Fused Filament Fabrication (FFF) 3-
D print quality, two tests were run. First, two small (~30 g) samples of PLA filament 
were taken from a single spool of PLA filament which had been stored in a humid 
environment. The first sample was used to print the vacuum connectors from Table 3.1. 
The second sample was dried using the printer, set to 60 ◦C, for two hours, then used to 
print the same parts. Both prints were completed on the same day and with the same 
printer. The resulting prints were photographed for visual comparison. 
Second, a 1 kg spool of PLA filament which had been stored in a laboratory was dried in 
the vacuum oven, set to 80 ◦C. The mass of the spool was measured every half hour until 
no changes in mass were observed. This mass was measured using the same 5 kg load 
cell as was used for the large samples of rPET. 
3.2.8 Economic Analysis 
In order to quantify the cost of this device, its total cost is divided between the two 
components. Here only the material costs are considered. Several components are 
available for bulk purchase, providing enough material for multiple builds of this device, 
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or use on other devices. This means that the device has two costs. First, the up-front cost, 
that which would be paid to build a single vacuum oven, counting all leftover material as 
cost for the build. This is the summation of the bulk price, Pb, of each component. 
Second, the effective cost, Ce, which accounts for only the material used in the build. 
This is computed by (3.5), which corrects the bulk price using the bulk volume, Vb, and 
the volume consumed, Vc. The computation of the bulk and effective cost is completed in 
the BOM spreadsheet, available on the OSF repository [45]. 
Ce = Pb * Vc / Vb (3.5) 
Where the correction is applied to each component’s cost. The cost of 3-D printed 
materials (listed in Table 3.1) is the mass of the part times the cost of plastic per kg. The 
cost of the PLA filament for the Athena II was U.S. $19/kg [84]. 
3.3 Results 
3.3.1 Thermistor Calibration 
The calculated full-model coefficients for the Steinhart-Hart equation are shown in Table 
3.5. 
Table 3.5. Steinhart-Hart full model calibration. 
Coefficient Value 
Ka 6.9 e-4 
Kb 2.1 e-4 
Kc 1.3 e-7 
 
These were used to compute the thermistor curve shown in Figure 3.15. 
 
Figure 3.15. The full Steinhart-Hart equation yields this temperature curve, showing the 
thermistor’s sensitivity decreasing as temperature increases. 
The computed Beta values are shown in Table 3.6. These were used to generate 
comparison curves with the full model. The difference between the full and simplified 
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model for each Beta value is shown in Figure 3.16. The calibration shows that a Beta 
equal to 3920 or 3950 is the best option, maintaining error within 1 ◦C for the expected 
operating range. Since 3950 is the nominal value, it was used in recognition of potential 
error in measuring the resistance and the actual temperature of the thermistor during the 
calibration measurements. 
Table 3.6. Steinhart-Hart simplified model calibration. 
Temperatures Used Beta 
25, 0 3690 
0, 100 3850 




Figure 3.16. The calculated Beta values have varying accuracy as a function of resistance. 
These curves show that Beta of 3920 or 3950 maintain error within 1 ◦C for the majority 
of the temperature range under assessment. 
3.3.2 Temperature Gradient Testing 
The measured temperature gradient in the chamber with and without an added heat sink is 
shown in Figure 3.17. The three thermistors show a very steep gradient and slow rise for 
the temperature in the chamber. The measurements indicate that a heat sink amidst 




Figure 3.17. Temperature gradient measurements. (a) Chamber loosely packed with 
rPET; (b) Chamber loosely packed with rPET, plus a metal cylinder, referred to as a heat 
sink. 
The measured temperature gradients while using the inside (0 mm) thermistor to drive the 
controller are shown in Figure 3.18. With no material in the chamber, the heater had to 
maintain an average temperature of 79 ◦C to keep the inside surface of the chamber at 60 
◦C. Note that the chamber was open to atmospheric air, allowing convective heat loss. 
After the addition of rPET (still at atmospheric pressure), the heater temperature averaged 
around 68 ◦C in order to maintain an inside surface temperature of 60 ◦C. Note here that 
the PET had not reached a steady state temperature after one hour of testing. The gradient 
is likely exacerbated under vacuum conditions because convective heat transfer is no 
longer possible, restricting heat transfer to only conduction. These results suggest that a 
set temperature of 70 to 80 ◦C on the heater should yield an oven temperature (only at the 
inside surface of the base) of 60 ◦C (slightly above the saturation temperature of water at 
the measured vacuum pressure). The addition of bulk material to the oven slows the 
transfer of heat upward through the chamber, apparently by reducing the rate of 
convective loss. This observation highlights two possibilities. First, introducing a vacuum 
will virtually eliminate convective loss inside the chamber, meaning the temperature 
gradient between the heater and the inside surface of the chamber should be small; and, 
second, the bulk material acts as insulation, meaning heat transfer in the absence of 
convection will likely be slow, resulting in a significant temperature gradient on large 
samples under vacuum. This temperature gradient is likely to negatively affect the rate of 




Figure 3.18. Temperature gradient measurements with the inside surface temperature 
used for control. (a) Chamber empty and open to the air, average heater temperature 79 
◦C at steady state; (b) Chamber loosely packed with rPET, average heater temperature 68 
◦C at steady state. 
3.3.3 Drying Tests 
The results of the drying tests are shown as a computed value – the percentage of the 
initial mass (pim) remaining at each measurement, calculated using (3.6). This serves two 
purposes. First, it corrects for any differences in initial mass between each sample, thus 
correcting out vertical offsets in the data. Second, it highlights the percentage of mass lost 
in terms of the percentage moisture content. The rPET tests each had 3% water by mass 
added to the sample prior to testing, and every sample (except for the large vacuum oven 
sample, which was cut short) showed a reduction in mass to below the initial ‘dry’ mass, 
indicating that additional moisture was removed from the plastic during drying. Since 
each curve is scaled to a percentage mass, error bars are included to indicate uncertainty 
(me) in the mass measurement. The error is shown as a percent of the measured mass 
(pmm), calculated in (3.7), hence smaller masses have a larger percentage of uncertainty, 
because they approach the magnitude of the measurement error of the load cell. 
pim = mm/mi [%] (3.6) 
pmm = me/mi [%] (3.7) 
Where mi is initial mass and mm is measured mass.  
During all drying tests, the ultimate vacuum achieved in the vacuum oven was 
approximately 25 inHg vacuum (around 17 kPa absolute), which reduced the saturation 
temperature of water to around 57 ◦C. The results of small sample tests are shown in 
Figure 3.19. At 70 ◦C, the sample in the vacuum oven was considered dry after 75 
minutes, and the dehydrator sample was considered dry after 60 minutes, making the 
vacuum oven 25% slower than the dehydrator at this setting. This corresponds with what 
was expected from the temperature gradient tests – a set temperature of 70 ◦C may not 
have brought the inside of the chamber up to the saturation temperature of water, limiting 
the rate of evaporation. Increasing to 80 ◦C ensured that the samples were warm enough 
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to cause rapid drying. In this case, the vacuum oven sample was dried after 45 minutes, 
while the dehydrator (still set to 70 ◦C) took 75 minutes, making the oven 40% faster in 
this test, and 25% faster than the dehydrator on either 10 g sample tested. The increased 
set temperature caused a significant improvement in the oven’s performance, though 
gradient testing shows it is likely that the material in the oven was still at a lower 
temperature than the dehydrator. The dehydrator settings were not changed between these 
two tests, yet they show a significant variation between the two tests. This variation was 
not explored in testing, but could be due to laboratory humidity, or placement of the 
sample inside the dehydrator the distribution of added water on the plastic. In both cases, 
the energy consumption of the dehydrator over the span of the 90-minute test was about 
0.36 kWh. The vacuum oven consumed 0.61 (Figure 3.19b) and 0.55 kWh (Figure 
3.19d), respectively. The difference between these is directly related to the number of 
times the air compressor cycled to refill its tank. The energy required to fill the 
compressor tank from empty was included in the total energy on the first test only, 
accounting for 0.04 kWh of the difference in total energy consumed. These results show 
that the vacuum oven consumes about 70% more energy than the dehydrator for a given 





Figure 3.19. Dehydration measurements on small (10 g) samples of rPET. Increasing the 
oven temperature from 70 (left) to 80 ◦C (right) caused a 40% decrease in drying time. (a) 
Sample percent initial mass with the vacuum oven set to 70 ◦C. The vacuum oven was 
25% slower than the dehydrator at this setting; (b) Sample percent initial mass with the 
vacuum oven set to 80 ◦C and the dehydrator still set to 70 ◦C. In this case, the vacuum 
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oven was 40% faster than the dehydrator. (c) The energy consumed during the 70 ◦C test. 
The dashed lines are summed in the blue aggregate energy for the oven. (d) The energy 
consumed during the 80 ◦C test. 
The results of the large sample rPET test are shown in Figure 3.20. The immediate 
conclusion drawn from this test was that the vacuum oven cannot handle large volumes 
of water. During the test, condensation was observed on the lid and upper wall of the 
vacuum chamber. Condensation indicates that the lower portion of the oven was heating 
sufficiently to evaporate moisture, but the top of the oven was cool enough to allow water 
to recondense before being evacuated from the chamber. Given time, the trend shows that 
the oven could remove all the present moisture. The food dehydrator, however, proved to 
be significantly faster when drying large samples. The energy measurements for this test 
are shown in Figure 3.20b. The energy data, consistent with other results, show that the 
vacuum oven consumes about twice as much energy as the food dehydrator with a vast 
majority (96%) of the energy going to the air compressor in order to maintain vacuum 
pressure in the chamber. 
  
(a) (b) 
Figure 3.20. Dehydration of large (350g) samples of rPET. This test was cut short 
because it clearly indicated that the vacuum oven could not manage the large mass of 
plastic and water. (a) The percentage of initial mass as a function of time. (b) The energy 
consumption of each device. The energy consumption of the vacuum is shown as an 
aggregate of the two components, the heater and the vacuum. 
Further testing of oven drying efficiency was performed on small samples of microbial 
biomass. The 500 mL culture grown on disodium terephthalate produced 2g of biomass 
by wet weight after three days of growth. Approximately 1 g of biomass was dried, with 





Figure 3.21. 500 mg samples of the consortium were dehydrated in a petri dish. (a) The 
wet culture, prior to drying; (b) The fully dehydrated culture. 
The results of using the open source vacuum oven for biomass dehydration on these 
samples are shown in Figure 3.22. These results show the vacuum oven dehydrating the 
biomass at a much higher rate than the food dehydrator. The oven settled out in about 75 
minutes, while the dehydrator took 150 minutes. The small masses (around 500 mg) 
under test likely contributed to the performance of the vacuum oven. The sample sizes 
also result in larger measurement uncertainty from the reported accuracy of the load cell, 
as indicated by the error bars. The observed difference in the final percent of initial mass 
is expected to be a result of the biomass sample being non-homogeneous. After 
completion of the test, the sample from the dehydrator was moved to the vacuum oven in 
order to check if it could remove more moisture than the dehydrator had. No additional 
loss of mass was measured after 15 minutes, meaning there is no evidence to suggest that 
the vacuum oven dried the biomass more completely than the dehydrator. 
  
(a) (b) 
Figure 3.22. Dehydration measurements on consortium of microorganisms. (a) Percent 
initial mass for each sample; (b) energy consumption. The dashed oven vacuum and oven 
heater curves were summed to form the aggregate oven curve. 
These test results are summarized in Table 3.7. They show that the vacuum oven is more 
efficient than the food dehydrator (with regard to time and energy) for small samples 
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when the set temperature is 80 ◦C. The dehydrator proved to be more efficient when 
handling larger masses of water due to the uneven heating in the chamber. 
Table 3.7. Summary of the dehydration test results. 
Test Description Device Drying Time Energy Consumed 
10 g rPET, 70 ◦C Vacuum Oven 75 minutes 0.51 kWh Dehydrator 60 minutes 0.23 kWh 
10 g rPET, 80 ◦C Vacuum Oven  45 minutes 0.28 kWh Dehydrator 75 minutes 0.30 kWh 
350 g rPET Vacuum Oven 180+ minutes 1.30+ kWh Dehydrator 60 minutes 0.45 kWh 
Biomass Vacuum Oven  75 minutes 0.55 kWh Dehydrator 150 minutes 0.56 kWh 
 
3.3.4 Filament Drying 
The print results from the two filament samples are shown in Figure 3.23. The dried 
filament shows smooth layers, good adhesion, and a smooth surface finish. The un-dried 
filament resulted in a very porous print with poor layer adhesion. Popping noises were 
observed during the print; this was likely the effect of water evaporating from the plastic 
as it was heated in the nozzle. 
 
Figure 3.23. The dried filament showed significantly stronger layer adhesion and 
smoother surface finish.  
The measured filament dehydration results show a decrease in mass of about 0.4 g from 
the initial mass of 1245.7 g. The change in mass is shown in Figure 24. The small 
decrease in mass is likely due to the low humidity of the environment in which the 
filament had been stored. During testing, measurement variation related to the placement 
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of the filament on the balance was observed, causing measurement variations on the order 
of 0.2 g. This is indicated with error bars in Figure 3.24.  
 
Figure 3.24. A 1 kg spool of PLA filament was dried in the vacuum oven. The change in 
mass was around 0.4 g, compared to the initial mass of 1245.7 g. 
3.3.5 Economic Analysis 
The up-front (total cost for all materials) and effective (corrected for bulk purchases) cost 
of each component and the total material cost of the vacuum oven are shown in Table 3.8. 
Note that these prices exclude taxes and the cost of shipping, which is now often free 
from many Internet vendors. Nor does it include labor costs for the FOSH, which have 
been discussed previously [85]. The majority of the material cost comes from the vacuum 
system – the chamber, air ejector, and air compressor comprise $268 of the cost together. 
Pre-ownership of an air compressor would reduce the total costs by about $100. 
Similarly, the air ejector could potentially be 3-D printed, which would yield somewhere 
on the order of $75 in additional savings. 
Table 3.8. Cost breakdown of the vacuum oven. 
Component Up-Front Cost as 
purchased (USD) Effective Cost (USD) 
Heater $116.60 $58.17 
Vacuum $316.12 $298.39 
Total $432.72 $356.56 
 
3.4 Discussion 
The test results presented here indicate that the open source vacuum oven successfully 
works as a drying device. The performance of the oven depends largely on the size of the 
sample being dried, the moisture content of the sample and the temperature set point of 
the heater. Laboratory size samples of 10 g and less were dried within 75 minutes, while 
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larger samples on the order of magnitude to support DRAM took upwards of 3 hours to 
completely dry. Uneven heating in the chamber had negative effects on drying rate while 
removing large amounts of water from a material because it caused evaporated water to 
condense on other surfaces in the chamber, rather than leave the chamber via the air 
ejector. It is suspected that this issue is more closely related with the volume of water 
being removed, rather than the mass of material being dried, so fairly dry materials that 
simply need a deeper dry (e.g., rPET materials for DRAM) can be dried in this oven. 
Heating could be made more even by installing flexible or band heaters around the body 
of the vacuum chamber, which would decrease the vertical temperature gradient. 
Additional testing could be done to verify this in a range of commercial DRAM materials 
and conventional filaments. Further study on a wider range of heater temperatures can 
also be considered. 
It was expected that the dryer would remove a greater volume of water from a 
hygroscopic material like rPET when compared to a simple hot air dryer. This was not 
observed in this study. Part of the challenge with this is that the differences in moisture 
content are fractions of percent initial mass, meaning a large sample or a more sensitive 
mass measurement device must be used to make the difference measurable. In addition, 
many tests would be required to overcome the uncertainty of variation in the initial 
moisture content of samples. In order to gather compelling evidence that this behavior is 
achievable with this oven, a longer study with more carefully controlled samples must be 
conducted to gather statistically significant data on the exact moisture content in the 
material after drying, which should be measured using a moisture analyzer. This is left 
for future work, because the vacuum oven was shown to be more than adequate for the 
target applications and case studies presented here. 
The open source vacuum oven presented in this study was compared for total effective 
cost to similar drying solutions available on the market in Table 3.9. Table 3.9 shows the 
cost of each dryer, and the percent savings (Psave) achieved by the open source vacuum 
oven given by: 
Psave = ((Ccommercial - COSVO) / Ccommercial) [%] (3.8) 
Where Ccommercial is the cost of a commercial dryer and COSVO is the material cost of the 
open source vacuum oven. To clarify, a Psave of 40% indicates that the open source oven 
costs 40% less than the commercial option. Its effective cost is less than 20% the cost of 
available vacuum dryers on the market. 
Table 3.9. Cost comparison of the open source vacuum oven with other devices on the 
market. 
Type of Dryer Cost Percent Savings 
Vacuum Oven [86] $2920.00 87.8% 
Vacuum Filament Drier [24] $2295.00 84.5% 
Freeze Dryer [23] $2195.00 83.8% 
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Although, the open source vacuum oven is significantly less costly than commercial 
vacuum ovens, it costs more than commercially available hot-air solutions that range 
from $45 [82] to $70 [20]. Thus, the open source vacuum oven provides an economical 
solution when vacuum drying is needed.  The savings shown in Table 3.9 are consistent 
with expected savings of about 87% observed in a recent review of scientific FOSH [85]. 
There are several ways the current system could be augmented to improve performance. 
First, more even heating could be obtained with a higher power heating system covering 
a greater surface area of the chamber. Energy testing showed that this could be 
accomplished with a minimal effect on the total energy consumption of the device. Aided 
distribution of heat throughout sparse or weakly-conductive material has been shown to 
be possible with the addition of metal cylinders in the chamber to transfer heat from the 
source throughout the chamber. The accuracy of the temperature could be better 
monitored if the temperature measurement were performed inside the chamber. This 
could be accomplished by hermetically sealing a cable or connector in the wall of the 
chamber to keep a sensor inside the chamber under vacuum, or perhaps a temperature 
sensor could be housed in the lid to avoid metal work. Multiple temperature 
measurements could be used to track temperature gradients in the chamber and avoid hot-
spots which could damage portions of the material being dried. Alternatively, material 
could be pre-heated in a more thermally conductive environment, prior to being 
introduced to vacuum. This approach is used in the plastics industry and would likely 
improve the oven’s effectiveness on large samples [25].  
In order to reduce energy consumption, the vacuum system could be improved. Once 
ultimate vacuum is reached, the efficiency of the air ejector becomes poor – the 
consumption of compressed air is the same, but very little air is removed from inside the 
chamber. With the addition of a valve on the vacuum connector, the air ejector could be 
cycled on and off, turning back on once the evaporation of water causes the absolute 
pressure to increase inside the chamber. Air ejectors could also be connected in series 
(multi-stage) in order to achieve a deeper ultimate vacuum, which could reduce the 
minimum set temperature for effective drying and increase the drying rate when 
operating at higher temperatures. 
One of the strengths of modern open hardware is the ability to replicate the hardware 
from digital designs that themselves can be manipulated with libre software [87,88]. This 
approach enables more scientists to have access to state-of-the-art equipment [89] and 
thus encourages democratization of production [90]. In this design costs of fittings were 
greatly reduced using 3-D printed parts. A natural continuation of that design that would 
leverage the open hardware paradigm to a greater degree is to have an OpenSCAD fully 
3-D printable version of the air ejector. Due to the tolerances necessary, material 
extrusion printing may not be adequate because of layer thickness limitations, but there 
are open source SLA-based 3-D printers that are low cost and accessible. Such 
advancements would also reduce the cost barrier to exploring multi-stage air ejectors to 
achieve a deeper ultimate vacuum and presumably better performance. 
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3.5 Conclusions 
This study has successfully designed, built and tested an open source vacuum oven for 
low-temperature drying. The system was shown to be effective at drying both recycled 
plastic and biomaterials, drying at a higher rate than a hot-air dryer for small samples or 
for samples with low volumes of water. The vacuum oven can be constructed for around 
20% of the cost of a commercial vacuum dryer. It has several laboratory-scale 
applications including dehydration of microorganisms, drying plastic for DRAM, and 
chemical processing. 
3.6 Appendix A – Vacuum Selection 
Small off-the-shelf vacuum chambers are typically expected to be evacuated with a rotary 
vane vacuum pump. A two-stage oil-sealed rotary vane vacuum pump can achieve an 
ultimate absolute pressure on the order of 0.01 Pa [91]. Off-the-shelf vacuum chambers 
often come plumbed with a vacuum gauge and ball valves sized to connect to such a 
pump – some even ship with the pump itself [92]. Rotary vane vacuum pumps have some 
drawbacks, however, as they are meant to evacuate air with low moisture content (‘dry 
air’). Any water vapor passing through the pump can condense in the pump’s oil, limiting 
how deep of a vacuum the pump can pull (referred to as ‘ultimate vacuum’) and 
potentially causing premature failure of the pump [93]. When evacuating a system known 
to have water in the system, two methods are broadly used to keep water out of the oil. 
The first is by running the evacuated air through a condenser before it reaches the pump 
[94]. This adds extra hardware to the vacuum system and requires very low temperatures 
to rapidly condense water out of the air. The second method is to us a ‘gas ballast’ – a 
valve in the vacuum pump that adds atmospheric air to the evacuated air, aerosolizing 
any condensed water so it gets carried out of the pump, rather than collecting in the oil. 
The unfortunate side-effect of this is that oil also gets aerosolized, requiring an oil trap to 
recapture oil and prevent respiratory hazards as well as rapid loss of oil [93]. 
An oil-sealed rotary vane vacuum pump is not the only option for drawing a vacuum. 
Other styles of mechanical vacuum pumps, more suited to dealing with moisture in the 
evacuated air, exist, though they cost significantly more than a rotary vane pump [94]. On 
the same price scale as a rotary vane pump, and well suited to evacuating air with 
moisture or other gases, is the air ejector, which was selected for this study. 
3.7 Appendix B – Wiring Instructions 
The pads on the breadboard are labeled on a grid system, rows 1-10 and columns A-X. 
This grid system is used to indicate locations of connections. In the case of hookup wires, 
each end of the wire connects to two pads – the pad where the wire is secured, then the 
pin that the wire is actually connected to. Each end of the wire is labeled in this manner: 
`pad to insert into : pad to solder to`. An example is shown in Figure 3.25. 
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Figure 3.25. Illustration of wire solder labels. The top row is row 10, and it contained a 
row of header pins. A wire needed to connect to the header pin at L10. To do this, the 
wire was soldered into L9, then bent over onto L10 (which was already occupied by a 
header pin) and soldered in place. This wire would be labeled `L9 : L10`. 
First, the 15x1 female header pins were installed on row 10, columns A-O and row 4, 
columns A-O. These mount the Arduino Nano, with the USB port on the ‘A’ side. Next, 
the 2x1 header pins were installed in row 1, L-M. These headers receive the thermistor’s 
pre-installed connector.  
Next, the reference resistor was soldered into pads B1 and K1:L1. Since three 10 kOhm 
resistors were in use, they were installed to span that gap, shorted together along the way. 
This created the voltage divider, with the measurement node at K1:L1. 
Two 20 mm red wires were used to connect power to the reference resistor at the top of 
the voltage divider. The first wire was connected to B3:B4 and B2:B1. The second was 
connected to C3:C4 and C2:B1. This provided 3.3V, which is cleaner (less noisy) than 
5V on an Arduino, to the voltage divider and the ADC reference pin on the Arduino [69]. 
One 20 mm yellow wire was connected to K3:K4 and K2:K1, connecting the 
measurement node to A7 on the Arduino. To ground the divider, a 20 mm black wire was 
connected to N3:N4 and M2:M1. 
Finally, a 160 mm black wire was connected to N5:N4 with the other end open. 
Similarly, a 160 mm yellow wire was connected to C9:C10. These wires connect to the 
input terminals (3 and 4) on the solid-state relay (Figure 3.9b). The completed circuit is 
shown in Figure 3.8. 
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4 Future Work 
The works presented in this thesis shed light on potential areas of further research. Areas 
of study directly within the field of the instruments in question are discussed in their 
respective Chapters. Here, areas of study outside the immediate scope of the instruments 
are explored.  
The applications of the mass balance framework are very broad. The digital scale could 
be adapted to track loads in other systems to aid in performance or status monitoring. 3-D 
printers could include a load cell to track the consumption of plastic filament or pellets. 
This would allow printers to pause in the event of filament runout or extruder jams, 
remembering where in the print the failure occurred. After clearing the jam or adding 
more filament, the printer could intelligently resume its print, saving potentially large 
volumes of plastic from being lost to a failed print. Devices which aim to apply a known 
amount of force during a process could similarly use this sensor in a feedback control 
system to manage actuator effort. This would be applicable in compression- and tension-
based testing machines, such as tensile testers and melt-flow-indexing machines or 3-D 
printer extruder drivers. These modifications could be accompanied by organizational 
changes to the balance firmware to expose internal functionality and separate the serial 
interface from the balance code library, but no actual changes in behavior would need to 
be added. Extending the framework even further, it is recognized that the amplifier used 
for measurements in fact measures a Wheatstone bridge, and that Wheatstone bridges are 
general sensing circuits with application outside of measuring force. The 
software/hardware framework could be extended to support different types of sensors, 
which can be used to measure position, torsion, temperature, and more. The effort 
required to extend the software library would be small, leaving the majority of work to 
identifying, assembling, and validating different types of sensors.  
The vacuum oven similarly exposed several areas of interest to future research. Air-
ejectors, and more generally converging-diverging nozzles, or even air-flow restricting 
devices in general, could be examined for use in many areas of research. The plumbing 
components used on the oven indicate that 3-D printed parts can handle high-pressure 
airflow, and SLA-type printing can produce parts to very tight tolerances. There is 
potential to replace the air ejector with a 3-D printed component capable of producing 
similar levels of vacuums. With that accomplished, it would be fairly straightforward to 
move on to printing air-flow measurement devices such as venturi nozzles and orifice 
plates, which must also be manufactured to very tight tolerances, but on a larger scale 
than the air ejector. New methods for holding a vacuum could also be explored. 
Developing an open source method for constructing a vacuum chamber has the potential 
of simplifying the introduction of sensors and power to the inside of the vacuum 
chamber. Different methods for sealing materials to prevent airflow and off-gassing could 
be explored, and strength and geometry of vacuum chambers could be optimized by 
taking advantage of growing technologies in distributed metal additive manufacturing.  
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